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 This thesis entails the development of membrane-based biosensors for 
the detection and serotyping of an infecting Dengue virus. The projects aim to 
explore sensing platforms which can possibly be miniaturised into a point-of-
care diagnostic tool. Early disease diagnosis is particularly important since the 
fluid treatment and monitoring is currently the only way to fight against the 
disease. Anodic aluminum oxide (alumina) membrane is chosen because of its 
good mechanical stability and regularity in pore sizes. These nano-sized pores 
permit high throughput analysis, better sensitivity and selectivity due to their 
large surface-area-to-volume ratio and close intimation with biomolecules of 
similar sizes. Electrochemical techniques are employed as the detecting 
platform because they can be easily miniaturised and the data can be output into 
values easily understood by an end-user. 
 
 In chapter 1 we used a home-made alumina membrane to detect the 
presence of the Dengue virus. The membrane electrode was fabricated by 
anodising and etching the coated aluminum metal. Impedance studies of the 
system reveal that the electrode surface is insensitive to the Dengue virus. This 
phenomenon is different from the conventional electrodes reported. In addition, 
the channel's capacitance can be used to differentiate the Dengue virus from 
other flaviviruses. The antigen-antibody binding was found to follow the 
Freundlich isotherm which is commonly used to describe the binding within 
porous systems. The main disadvantage of the biosensor is the alumina layer 




 In chapter 2, we fabricated another alumina electrode sensor by coating 
a layer of conductive platinum metal onto a commercially available alumina 
membrane with a diameter of 13 mm and a thickness of 60 μm. This biosensor 
is mechanically more stable than the home-made one since neither the alumina 
membrane nor the platinum layer dislodges during the preparation and analysis 
process. In addition, the biosensor design is very neat as the membrane acts as 
the working and counter electrode. This biosensor can achieve a lower detection 
limit than the home-made biosensor with similar preparation conditions. 
 
 In the last chapter, we demonstrated a proof of concept that using a flow-
based system, unknown Dengue viruses can potentially be differentiated and 
serotyped. The process involves manipulating the properties of nanofluidics 
where the redox probes are made to diffuse across the alumina membrane 
immobilised with unknown Dengue viruses. The analysis time is similar to the 
RT-PCR process but is generally less complicated and unlikely to suffer from 
contaminations. Besides, with simple assumptions that the diffusion of the 
redox probes follows the Fick's first law and these probes will foul the electrode 
surface, we can adequately simulate and fit the observed data.     
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Chapter 1: General introduction of Dengue virus and the current state of 
art for Dengue detection 
 
1.1. Dengue virus in general  
 
 Dengue is the most rapidly spreading, acute febrile mosquito-borne viral 
disease caused by the Dengue virus. Over the past 50 years, the incidence of 
Dengue had increased by approximately thirty folds, spreading across 
increasing number of countries as well as from the rural to urban regions.  This 
disease is now endemic in most tropical and subtropical regions.  An estimated 
number of about 50 million cases of Dengue fever occur per year with 500,000 
cases of Dengue Hemorrhagic Fever and 22,000 deaths. Presently, about 2.5 
billion people live in over 100 Dengue endemic countries (1). The presence of 
Dengue has inflicted significant health, social and economic burden on these 
endemic areas (2). Hence decreasing the number of outbreaks and if possible 
eliminating the disease will be of utmost importance.  There are several factors 
that contribute to the occurrence of the disease, mainly the increases in 
international travel and human population, besides global climate change (3). 
 
 The Dengue virus belongs to the flavivirus genus of the flaviviridae 
family.  The Dengue virus is transmitted to vertebrates by infected Aedes 
aegypti and Aedes albopictus mosquitoes when they feed on their blood.  The 
Dengue virus is divided into four antigenically related but distinct serotypes; 
Dengue 1 (DENV-1), Dengue 2 (DENV-2), Dengue 3 (DENV-3) and Dengue 




50-60 nm in size. It contains a single-stranded RNA of 11,000 nucleotide bases 
in length. This RNA resides within a nucleocapsid which is enclosed by a lipid 
bilayer containing three structural proteins (4-6).  The RNA genome is 
organised into 2 basic and distinct regions. The first region codes for 3 structural 
proteins; capsid protein (C), precursor of the membrane protein (prM) and 
envelope protein (E). The next region codes for three large non-structural 
proteins: NS1, NS3 and NS5 and four smaller non-structural proteins: NS2a, 
NS2b, NS4a and NS4b. Overall, the sequence of RNA genome is as follows: 
5’-C-prM-E-NS1-NS2a-NS2b-NS3-NS4a-NS4b-NS5-3’ in terms of protein 
expression. 
 
  There are three major complexes within the flaviviridae family: the 
Tick-borne encephalitis virus, Japanese encephalitis virus and Dengue virus. All 
flaviviruses share similar morphology and a genomic structure, with a common 
antigenic determinant.  As a consequence, the specific identification of a family 
member poses significant challenge for serological methods owing to extensive 
cross-reactivity of the antibodies in the serum. The situation is worst in Dengue 
virus since it comprises four serotypes. Despite this extensive cross-reactivity, 
infection by one of the Dengue serotype usually confers lifelong immunity 
against the homologous serotype but not the other three serotypes (4). 
 
 Dengue infection can be caused by any of the four serotypes with 
varying severity. Infection in human leads to a wide spectrum of illnesses, 
ranging from mild febrile illnesses to fatal hemorrhagic diseases. Dengue fever 
is usually characterised by a sudden onset of fever which normally last 2-7 days, 




headache, nausea, vomiting, joint pain, fatigue and rashes. The entire course of 
the illness can be broadly divided into three phases; febrile, critical and recovery 
phase (1).  During the critical phase, some individuals may progress to a severe 
plasma leakage in cases with Dengue Hemorrhagic Fever (DHF) or Dengue 
Shock Syndrome (DSS), severe haemorrhage and severe organ involvement (1, 
7). The warning signs for severe Dengue include persistent vomiting, mucosal 
bleeding, lethargy, abdominal pain or tenderness, clinical fluid accumulation, 
restlessness, liver enlargement of more than 2 cm and an increase in the 
hematocrit count with a rapid decrease in platelet count (1). Shock ensues when 
a critical volume of the plasma is lost through leakage. A prolonged shock may 
lead to coagulopathy and multiorgan failure. Careful monitoring of the blood 
counts, the assessment of hemodynamic status and recognition of these warning 
signs allow early treatment intervention. Appropriate fluid management and 
supportive care are vital to the recovery (Fig. 1.1).  
 




 Currently, there are no effective vaccines or drugs to prevent or treat 
Dengue infection. Hence, the most effective way to reduce the spread of the 
disease is to control vector multiplication (5, 8). However, the global attention 
to this issue is required since migration and geographical expansion can lead to 
the transportation of the virus from one place to another (6). Until a global 
cooperation of the vector control can be achieved or an effective vaccine 
becomes available, early diagnosis remains an important tool for case 
confirmation and clinical care. Relying solely on clinical diagnosis can be 
problematic since the symptoms of Dengue infection are nonspecific, in 
particular during the early febrile phase (5). Laboratory diagnosis methods 
relying on genome and antigen detection as well as serological methods have 
been widely applied. Conventional serological methods include 
hemagglutination inhibition (HI), plaque reduction neutralisation test (PRNT) 
and enzyme-linked immunosorbent assay (ELISA) whereas antigen detection 
methods are virus isolation and reverse transcriptase polymerase chain reaction 
(RT-PCR). 
 
1.2. Conventional methods for the detection of Dengue infection 
 
 Hemagglutination inhibition (HI) is a modification of the 
hemagglutination test. Instead of measuring the amount of agglutination when 
the antigens are mixed with the red blood cells, the method measures the amount 
of anti-Dengue antibodies in the sera required to displace the agglutination. 
Details of the method had been neatly summarised by Clarke and Casals (9). 




convalescent-phase with an interval of more than 7 days. Primary and secondary 
infection can be resolved by measuring the relative amount of antibodies in the 
paired sera collected. Primary infection is characterised by a low level of 
antibodies in the acute serum followed by a slow rise in the convalescent phase. 
While in secondary infection, antibody titers rise rapidly and usually exceed a 
1:1280 value. The test is sensitive, simple to carry out and requires minimal 
equipment. However, it lacks specificity to distinguish between the flaviviruses 
and the four Dengue serotypes owing to cross-reactivity of the antibodies (5). 
 
 Plaque reduction neutralisation test (PRNT) is usually performed by 
adding a known amount of Dengue virus to the serum sample that has been 
subjected to serial dilution. This mixture is incubated and subsequently 
inoculated onto a sensitive cell monolayer. Each virus that initiates an infection 
forms a plaque. The plaques formed are subsequently counted and compared to 
the starting concentration of the virus to determine the percentage reduction in 
the total virus infectivity (10). This method is the most specific serological test 
that can differentiate the flaviviruses and the Dengue serotypes and it is more 
sensitive than the HI method. But it is time consuming, labour intensive and has 
relatively low throughput (5).  
 
 Enzyme-linked immunosorbent assay (ELISA) is a biochemical method 
to detect the presence of antigens or antibodies in the sample. There are two 
general forms of ELISA which are commonly carried out. The sandwich ELISA 
uses monoclonal antibodies to detect the presence of target antigens in the 




antigens in a sandwich configuration. The indirect ELISA uses immobilised 
antigens to detect the presence of target antibodies in the sample, followed by 
binding of the target antibodies to added enzyme labelled antibodies. In both 
forms, after the formation of the immunocomplexes, the detection of the 
immunocomplexes is carried out by enzyme conjugated-monoclonal or 
polyclonal antibodies that will transform the colourless substrate into a coloured 
product, measured with a spectrophotometer. ELISA methods are generally 
simple, rapid and only require a basic equipment setup. 
 
 Immunoglobulin M-antibody capture ELISA (MAC-ELISA) is the 
commonest and widely used serological test. It is a sandwich ELISA method 
based on detecting the Dengue specific immunoglobulin M (IgM) which 
appears ~5 days after the onset of fever and last ~30-60 days. The MAC-ELISA 
can be carried out with either one serum or paired sera from the patient (1). 
Positive diagnosis of the patient with one serum sample indicates a probable 
Dengue case. Though MAC-ELISA using one serum sample does not confirm 
that the patient has Dengue infection, the rapid analysis time allows mass 
screening and immediate classification of suspected patients especially during 
epidemics.  
 
 The sensitivity of this method often depends on the point of time during 
which the sample was tested. If the test is carried out too early, or carried out 
on elderly and immunocompromised patients, the level of IgM may be below 
the detection limit. The method is considered to have good sensitivity and 




Diagnosis with MAC-ELISA can be challenging because Dengue IgM 
antibodies also cross-react to some extent with other flaviviruses. In addition, 
MAC-ELISA test with a single acute-phase serum sample had been reported to 
give significantly more false negative results compared to false positive results 
(6). The MAC-ELISA assay is not useful for Dengue serotypes determination 
owing to cross-reactivity of the antibodies (1).  
 
 An immunoglobulin G (IgG) ELISA using the indirect method is usually 
used for the determination of past infection as well as to differentiate a primary 
infection from a secondary infection. The Dengue specific immunoglobulin G 
(IgG) usually appears ~7 days after the onset of fever and last for months to 
years. Due to the late appearance of the IgG antibodies, detection of IgG is not 
useful as a diagnostic tool. Past infection can be determined since IgG 
antibodies remain in the body for years. Primary and secondary infection can be 
determined in a similar way as in HI. A negative IgG in the acute-phase serum 
and a positive IgG in the convalescent-phase serum collected indicate a primary 
infection. While a positive IgG in the acute-phase serum and a four-fold rise in 
the IgG titer in the convalescent-phase serum suggest a secondary infection. 
Alternatively, the simultaneous determination of the IgG and IgM using the IgG 
and IgM capture ELISA allows primary and secondary infections to be 
distinguished too. In general, a IgM/IgG ratio greater than 1.2 or 1.4 (using 
patient’s sera dilution of 1/100 or 1/20) is indicative of a primary infection and 
a ratio less than this reference number confirms a secondary infection (1). This 




This IgM/IgG ratio method is more commonly used than the HI and IgG ELISA 
methods. 
 
 As mentioned above, an early detection of the Dengue infection is very 
important for epidemiological strategies, clinical management and 
administrating of appropriate treatment to the patients. Most of the serological 
methods are not suitable for routine early diagnosis since Dengue antibodies 
usually appear much later after the infection. Accuracy of serology methods is 
often hampered by patient suffering from secondary infection. Not to mention, 
serological methods are time consuming owing to cultivating of virus in PRNT 
or collecting of the serum in the convalescent phase in HI and ELISA. 
Nevertheless, serological methods are still important in retrospective studies. 
Presently, MAC-ELISA is the only serological method useful in clinical 
diagnosis. This is because, a lot of times people only seek treatment few days 
after the infection which coincide with the appearance of the IgM antibodies in 
the serum.   
 
 Virus isolation method depends on the cultivation of virus isolated from 
the patient’s serum sample, followed by the subsequent detection of the virus 
using an immunofluorescence technique. Serum to be used for the analysis 
should be collected during the acute phase of the illness, coinciding with ~4-5 
days of the disease for successful isolation of the Dengue virus. The Dengue 
virus can also be isolated from tissues such as the liver, spleen and lymph node 
(11). The mosquito cell line (C6/36) is most commonly used to cultivate the 




method. This method is rapid, sensitive and economical, making it perfect for 
the diagnosis of large number of samples and for routine virological 
surveillance. Even though it is less sensitive than the mosquito inoculation 
method, the disadvantage is offset by the ease in which large amount of samples 
can be processed (4). The virus cultivated is identified using 
immunofluorescence technique with serotype-specific monoclonal anti-Dengue 
antibodies on the infected cells. Virus isolation is recognised as the ‘gold 
standard’ for the detection of Dengue virus and should be carried out whenever 
in doubt of the serological tests such as HI and ELISA. However, in comparison 
to the serological methods, virus isolation method is often slow, labour intensive, 
expensive and dependent on sample handling and transportation conditions (4). 
Thus, it has been gradually replaced by the reverse transcriptase polymerase 
chain reaction (RT-PCR) method. 
 
 In reverse transcriptase polymerase chain reaction (RT-PCR), reverse 
transcriptase enzyme is added to produce the complementary DNA sequence 
from a specified region of the viral RNA genome. Subsequently, the 
complementary DNA is amplified through repeated denaturation, annealing and 
elongation processes using the polymerase chain reaction (5). The amplicons 
produced are separated by agarose gel electrophoresis and detected with 
ethidium bromide or fluorescence. This is a rapid and sensitive method that is 
applicable to most viruses. It has comparable cost and better sensitivity 
compared to the virus isolation method (1). In addition, the result of this method 
is less affected by the handling and storage of the serum samples as well as the 




used, RT-PCR can be extremely useful for detecting and serotyping of the 
Dengue virus, thus allows rapid identification of existing or new serotypes in 
endemic areas (5). Though the RT-PCR method is gradually replacing the virus 
isolation method, it is still far from being a simple diagnostic tool. Prior 
knowledge of the viral genome sequence must be known in order to synthesise 
the specific primer.  Also, sample preparations must be done carefully to reduce 
false negative results caused by contaminations (5). Various modifications of 
this method such as nested RT-PCR, real-time RT-PCR and quantitative RT-
PCR had also been used for the diagnosis of Dengue infection. The advantages 
and disadvantages of these modified methods compared to the conventional RT-
PCR had been clearly summarised by Ratcliff et al. (12). 
 
 Recently, a sandwich ELISA detection method for the non-structural 
protein 1 (NS1), had also been used to confirm Dengue infection cases (13). The 
NS1 protein can be detected in the blood serum from day one after the onset of 
fever up to day nine. It can also be detected after the viremia period when RT-
PCR shows negative test for the viral RNA and when IgM antibodies are found 
in the serum sample (13). Thus, choosing the NS1 protein as the biomarker for 
Dengue infection has a clear advantage over the other serological methods 
which in addition, has shown good selectivity amongst other flaviviruses. The 
NS1 detection presently cannot differentiates the different Dengue serotypes (1). 
 
 Antigen detection methods are definitely more appealing since they 
permit early diagnosis with confidence (Fig. 1.2) compared to serological 




antigen detection methods are sensitive and useful for serotyping of the 
infecting Dengue virus. However, they are too costly to be employed for routine 
diagnostic use. They are commonly used after the patient is screened and tested 
positive with the MAC-ELISA. The introduction of NS1-ELISA has made early 
detection of Dengue infection possible and more affordable for hospital usage. 
This method is only confounded by the limitations of the ELISA method which 
are time consuming, laboratory based and requires expertise to carry out the test. 
 
 The method of detection changes according to the development of the 
disease. During the first few days of the infection, also known as the viraemia 
stage (0-5 days), antigen detection methods provide the most accurate result. 
After 4-5 days, MAC-ELISA is preferred because the amount of viruses 
remaining in the blood serum begins to decrease due to the appearance of the 
IgM antibodies. From day 6 onwards, a combination of ELISA and PCR-based 
methods would be ideal for accurate results. The choice of diagnostic methods 
often depends on the purpose of testing, the type of laboratory facilities, 
technical expertise available, the analysis cost, as well as the time of sample 
collection. Most of the time, diagnosis is less straightforward as patients tend to 
delay in seeking treatment. Thus, WHO (World Health Organisation) 
recommended the use of a mixture of an antibody detection method with an 
antigen detection method for case confirmation. Alternative diagnostic systems 
that can detect the Dengue virus or related biomarkers during the early phase of 
the infection with comparable sensitivity, selectivity, diagnosis time as the 
current methods and can be operated by non-experts would be ideal. The main 




patient down with fever can do a quick test and seek treatment immediately if 
the tested result is positive. This act is very favourable since it reduces the need 
to do a duo test for confirmation which will in turn save resources. 
 
 
Fig. 1.2. Comparison of diagnostic tests according to their accessibility and 
confidence adopted from ref (1). 
 
1.3. Advanced methods fabricated for the detection of Dengue infection 
 
 Recent reports have described an increase use of high sensitivity 
methods for virus detection with detection limits in range of ng mL-1 (14, 15) or 
pg mm-2 (16, 17) and as such, have been broadly described as nanotechnological 
advancements (18). In general, these methods rely on optical, electrical or 
electrochemical signals to detect minute changes in the physicochemical 
properties of the sensing element which often comprises micrometer to 
nanometer size particulate, film or membranous materials. We observe that 
these methods can be further classified into those relying significantly on 
sensitive instrument-based biosensor design such as the quartz crystal 
microbalance (QCM), surface plasmon resonance (SPR), photonic crystals (PC) 




focus on nanoscale material-based biosensor design such as using of nanowire, 
nanopore and liposome to amplify signal (Fig. 1.3). The use of impedance 
technique and nanoporous membrane will be elaborated in details in the 
following chapters. Besides showing a proof of concept that these novel systems 
can be used for sensitive Dengue detection, these systems can potentially be 




Fig. 1.3. Overview of the nanoscale sensitive instrument-based biosensors and 
nanoscale material-based biosensors used for the detection of Dengue infection. 
 
 Quartz crystal microbalance (QCM) is a piezoelectric transducer which 
can measure mass changes per unit area by following the corresponding 
frequency change of the resonating quartz crystal when small amount of mass 
is added or removed from the crystal surface (19). Quartz crystal microbalance 
sensors are low cost sensors designed for real-time mass determination. This 




miniaturisation owing to its small size, making it ideal for diagnostic purposes 
(20-22). The major disadvantage of the method is the signal tends to be affected 
by vibrations caused by the environment and by the viscosity drag in the liquid 
phase (23). The quartz crystal microbalance was used in kinetic research, 
medical diagnosis and the detection of pathogenic microorganisms (23).   
 
 Wu et al. developed a real-time and user-friendly QCM immunochip for 
the detection of the Dengue envelope protein and NS1 protein. With the aid of 
sample pretreatment using the cibacron blue 3GA gel-heat denature method, the 
detection limit of the envelope protein and NS1 protein was 1.727 μg mL-1 and 
0.740 μg mL-1 respectively (21). In another work, Chen et al. developed a real-
time and circulating-flow QCM useful for early diagnosis and epidemiology 
study of Dengue infection using nucleic acids identification (22). They had 
demonstrated that this method has comparable sensitivity and specificity to the 
fluorescent real-time PCR method. In addition, the method does not require 
expensive instrumentation, is label-free and highly sensitive, with a reported 
detection limit of 2 PFU mL-1 (22). 
 
 Photonic crystals are periodic optical nanostructure designed to affect 
the motion of the photons. Detection is achieved by measuring the wavelength 
of peak reflectance as a function of time or space. Photonic crystal is an 
appealing choice for making sensors since their optical properties can be 
modified under the influence of analytes (24). The photonic crystal sensor is a 
label-free method with typical detection limits in the range of pg mm-2. It is able 




millimeter range. This allows the crystals to be incorporated onto lab-on-a-chip 
devices for in-situ sensing of analytes (24, 25) including biological molecules 
(24). Huang et al. reported the detection of human anti-Dengue antibodies from 
serum samples using compact optoelectronics biosensors. The biosensor 
showed comparable detection sensitivity as ELISA but with shorter and simpler 
preparation steps (26). Mandal et al. presented a nanoscale optofluidic sensor 
array for the detection of Dengue virus which can carry out label-free, parallel 
detections of biomolecular interactions in aqueous environments with potential 
of achieving low mass detection limit (27).    
 
 Surface plasmon resonance (SPR) is an optical method which measures 
the changes in refractive index at the interface between the conductive layer and 
the external medium when an incident beam of p-polarised light strikes the 
surface. The major advantages of the surface plasmon resonance sensors include 
being a label-free method, able to characterise binding reactions in real-time, 
generate reproducible results with little effort and time (28) and give excellent 
detection limit in the range of pg mm-2 (29). In addition, the method has shown 
several advantages over the ELISA method such as lower detection limits, less 
false positive and negative results and rapid analysis times (28, 30). Kumbhat 
et al. had demonstrated that the surface plasmon resonance method can be used 
for the detection of Dengue virus and the sensor can be regenerated three times 
without showing significant deviation of the results (30).   
 
 In past decades, many scientists and engineers had been working toward 




miniaturising these systems such that they can be made portable for convenience 
use. This process of downscaling has led to the focus on the construction and 
utilisation of materials with sizes in the nanometer regime. These nanomaterials 
have unique physical and chemical properties owing to their nanometer size in 
one or more dimensions. For example, the large surface-to-volume ratio of the 
nanomaterials allows large number of biorecognition molecules to be attached. 
The close range interactions between the nanomaterials (which also function as 
transducers) and the attached biorecognition molecules can influence the 
physicochemical properties of these nanomaterials, especially in the presence 
of target analytes which bind to the biorecognition molecules (31, 32).  
 
 Nanowires are wires with diameters in the nanometer range. Nanowires 
used in various sensing strategies including optical, electrical, mass-dependent 
and in particular electrochemical methods, had been reported (33). They are 
very attractive sensing materials owing to their small sizes and high surface-to-
volume ratio with unique electronic, optical or magnetic properties (33). In 
addition, nanowires can be readily functionalised with various biochemicals 
using appropriate linkage chemistries to produce nanosensors and nanocarriers 
with enhanced properties (34). Zhang et al. made use of an innovative silicon 
nanowire-based field-effect transistor sensor (Fig. 1.4) for label-free, specific, 
highly sensitive and rapid detection of RT-PCR products of Dengue 2 virus. The 
silicon nanowire biosensor was able to detect lower than 10 fM of amplicons 
within 30 min (35). Stoermer et al. had synthesised oligonucleotide sequence 
probes for the simultaneous detection of various viruses including the Dengue 




strands of the Dengue 2 virus and illustrated the exciting capability of barcoded 
nanowires as a multiplexing agent (36). 
 
 
Fig. 1.4. Schematic diagram showing conductance measurement using a 
nanowire-based field-effect transistor sensor. 
 
 Liposomes are nanosized vesicles comprising one or more concentric 
lipid bilayers surrounding an internal aqueous compartment. They are formed 
spontaneously when phospholipids are dispersed in water and are usually 
biocompatible, non-toxic and biodegradable. These molecules are normally 
used as signal amplifier as they are capable of encapsulating a large quantities 
of a wide range of substances such as fluorophores and enzymes. The mode of 
detection depends on the type of marker molecules encapsulated within the 
liposomes (37, 38). Zaytseva et al. had created a microfluidic biosensor with 
fluorescence detection for the rapid, sensitive and serotype-specific detection of 




attached to the target. The fluorophores released allow fluorescence 
quantification of the hybridised complexes, with a reported excellent detection 
limit of 50 pM and analysis time of 20 min (39)(Fig. 1.5). 
 
Fig. 1.5. Schematic diagram illustrating the recognition and detection of 
Dengue RNA using a liposome-based biosensor. (Re-printed with permission 
from (39). Copyright (2005) American Chemical Society) 
 
 In general, those methods which rely on RNA and/or DNA detection are 
less useful for development into point-of-care diagnostic tools. The need to 
extract the RNA from the virus will definitely add time and cost to the analysis. 
In addition, RNA is a sensitive material which is encouraged to be handled only 
by trained personnel to minimise contamination or degradation of the RNA 
during the analysis process. Nevertheless, if these methods can be adapted and 
used for serotyping of the infecting Dengue serotypes, they can be employed to 






1.4. Scope of research 
 
 We have briefly described and illustrated some of the conventional and 
advanced methods fabricated for Dengue virus detection. In this thesis, we 
attempt to detect and differentiate the Dengue serotypes using different 
platforms of detection. First, we will demonstrate the use of the self-fabricated 
alumina membrane using the anodising and etching method for the detection of 
Dengue virus. The main focus is to understand the impedance circuit governing 
the alumina membrane. In the alumina membrane biosensor, majority of the 
biomolecules bind themselves to the wall of the nanochannels instead of the 
underlying electrode surface. As a consequence, Randles circuit which 
describes processes occurring at the working electrode cannot be applied here. 
This is somewhat different from most conventional biosensors. In addition, we 
also demonstrate that the constant phase element (CPE) describing the 
membrane can be used to differentiate the various flavivirus.   
 
  Next, we demonstrate that the commercially available alumina 
membrane can also be fabricated into a Dengue virus sensor. The good 
mechanical stability and high pore density of the alumina membrane make the 
sensor more robust and sensitive compared to the self-fabricated alumina 
electrode. A novel sensing platform is fabricated through making the membrane 
conductive and using it as the working and counter electrode. Randles circuit is 
not relevant in discussion because the working electrode is independent of the 





 Finally, we show a proof of concept that electrochemical detection can 
be used to as a simpler tool to identify and differentiate the serotype of the 
Dengue virus. By taking advantage of diffusion as a form of transport in the 
nano-scaled pore size, the transport and binding of the redox labelled probes 
across the membrane bounded with the Dengue viruses together with the rate of 
fouling at the working electrode allow us to obtain a time-based graph. Through 
assuming that the diffusion of the probes across the membrane follows the Fick's 
first law and fouling occurs irreversibly at the working electrode due to simple 
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Chapter 2: Electrochemical impedance spectroscopy characterisation of 




2.1.1. Fundamental of electrochemical impedance spectroscopy  
 
 Electrochemical impedance is usually measured by applying small 
amplitude perturbing sinusoidal voltage signal to an electrochemical cell and 
measuring the current through the cell. Normally, a small excitation signal is 
applied such that the current-voltage relationship remains linear and impedance 




where Et = potential at time (t), Eo = amplitude of the signal and ω = radial 
frequency. 
The corresponding current in a linear system is:  
 
It = Iosin(ωt+∅) 
 
















where Zo = magnitude and ∅ = phase shift (1)  
With simplification using Eulers relationship, the impedance can be represented 
as a complex number:  
 
Z(ω) = Zo(cos∅+jsin∅) 
 
 In this representation, impedance is composed of a real and imaginary 
part. The spectroscopy part is derived from the fact that impedance is generally 
determined at different frequencies rather than just one. At such, an impedance 
spectrum can be generated. There are basically 3 representations of the 
impedance data obtained (1).  
 
1. Nyquist plot : Plot of the imaginary part (-Z'') against the real part (Z') 
2. Bode plot: Plot of the impedance (Z) against the log frequency (ω) 
3. Phase angle plot: Plot of the phase shift (ϕ) against the  frequency(ω) 
 
Depending on the type of information that needs to be discussed, more than 1 
type of the plots may be presented. Equivalent circuits are used in order to 
approximate the experimental impedance data with these ideal or distributed 
impedance elements arranged in series and/or in parallel with each other. An 
impedance spectrum can be fitted with numerous equivalent circuits. Likewise, 
an equivalent circuit can fit many impedance spectra. Theoretically, the most 
appropriate circuit is probably one which can fit the impedance spectrum and 
provide physical meanings which can best describe the system (2). The elements 




resistance (R), capacitance (C), Warburg element (W) and constant phase 
element (CPE). Table 2.1 briefly describes the properties of these circuit 
elements.  
 
Table 2.1. The impedance, phase shift and the frequency dependence of the 
impedance elements most often used to describe an electrochemical system. 





Resistor (R) Z =R 0o No 
Capacitor (C) Z = 1/Cjω 90o Yes 
Constant phase element (CPE) Z = 1/Q(jω)n 0o and 90o Yes 
Warburg element (W) Z = σ/(ω)1/2(1-j) 45o Yes 
 
 The solution resistance (Rs) represents the resistance between the 
working and the reference electrode. It arises from the infinite conductance of 
the ions in the bulk solution, and thus is generally not affected by binding. The 
resistance of the ionic solution commonly depends on the ionic concentration, 
type of ions, temperature and the geometry of the area in which the current is 
carried. The electron transfer resistance (Ret) accounts for the rate of electron 
transfer of the redox electrolyte at the working electrode. The capacitance (C) 
between the metal electrode and the ions in solution can be modelled as a series 
combination of the surface modification capacitance and the double layer 
capacitance. The capacitance is often replaced by the constant phase element 
(CPE) as it has been known that the impedance of solid surfaces/electrodes 
usually deviates from purely capacitive behaviour. The impedance of CPE is 
defined as ZCPE=1/(Q(jω)n) where Q is the analogous of capacitance, ω is the 
frequency expressed in rad s-1, governed by an exponent value n. The values of 
n vary between 0 and 1, where n=1 corresponds to a pure capacitor and n=0 




infinite diffusion of the ions towards the interface/working electrode surface 
from the bulk electrolyte. The Warburg element is essentially a constant phase 
element, with a constant phase of 45° and n=0.5. The solution resistance and 
Warburg element represent the properties of the electrolyte solution and 
diffusion of the redox probe, thus they are not affected by modification of the 
surfaces (2). 
 
 Equivalent values of the various circuit elements are often extracted 
after the fitting process. The changes in these values are often used for the 
characterisation of surfaces, layers of membranes as well as exchange and 
diffusion processes. They can also be used as a parameter for analytical 
purposes such as relating the overall impedance or the change in the resistance 
with the concentration of the analyte of interest in calibration and for 
explanation/postulation of processes that have occurred in the system. 
 
 The typical setup for the electrochemical impedance spectroscopy 
comprises working, reference and auxiliary electrodes. The electrolytes used 
usually include an electroactive redox couple such as the ferri/ferrocyanide with 
well-defined oxidation and reduction properties. Electrochemical impedance 
spectroscopy is a non-destructive, rapidly developing electrochemical technique 
for the investigation of bulk and interfacial electrical properties of solid and 
liquid materials. For the development of a handheld device, electrochemical 
sensors are promising alternative as they are usually inexpensive, sensitive, 
require minimal instrumentation and are readily integrated with 




 Oliveira et al. (3) presented an interesting method to identify the patients 
with Dengue and Dengue Hemorrhagic Fever based on the recognition of the 
glycoprotein pattern in the serum samples using a gold electrode modified with 
concanavalin A. Fang et al. (4) developed a novel impedimetric immunosensor 
based on sol-gel derived strontium titanate thin film and interdigitated 
electrodes for the diagnosis of Dengue infection using non-electroactive 
electrolyte. The low production cost and use of non-faradic processes make the 




 Nanometer-scale pores have been extensively utilised in recent times to 
solve urgent problems concerning health and environmental related issues.  One 
obvious advantage of nanopore technology is the ability to utilise pore 
dimensions comparable with the size of many macromolecules to interrogate 
the interaction of these macromolecules with the porous materials, besides 
controlling their adsorption and transport behaviour. There are mainly two types 
of nanopores, the biological pores and the solid-state pores.  
 
 Among the biological pores are self-assembling peptides with low 
selectivity, large transmembrane ion channel proteins with high selectivity for 
specific ions and porins with porous channels. Ion channel proteins are ideal 
choice for sensing applications since these allow signal transduction and 
amplification (5). Recent advancements in protein engineering and grafting of 




pores including high sensitivity detection, monitoring of chemical and 
biochemical reactions at single molecular level, targeted cytolysis of cancer cell 
and potential sequencing of long strand DNA or RNA (5).   
 
 Bayley and Cremer (6) had used biological nanopores staphylococcal 
alpha-hemolysin and engineered pores based on alpha-hemolysin to detect 
analytes such as metal ions, organic compounds and in particular DNA using  
the resistive-pulse sensing method. The different strands of DNA can be 
identified using the signals produced as the DNA strands translocate through 
the nanopores. Recently, they had also attempted to sequence DNA using the 
nanopores (7). However, for most biological pore applications, these proteins 
must be reconstituted into the lipid bilayer membrane. The stability of the lipid 
bilayer is known to be strongly affected by pH and concentration of the solutions 
(8) which somehow limits the use of biological pores as a versatile diagnostic 
tools. 
 
 On the other hand, solid-state pores whose lengths and diameters that 
can be readily adjusted using appropriate pore formation conditions are highly 
attractive. In addition, these solid-state pores can be functionalised with 
different surface groups and exhibit significantly higher thermal, chemical and 
mechanical stabilities compared to biological pores (8). These solid-state 
nanopores can be made of polymer, silicon, alumina, metallic or glass materials, 
using various top-down methods such as ion-beam sculpting, micromolding, 




they can also be fabricated using bottom-up methods such as sol gel process 
(10), template synthesis (11) and anodisation (12). 
 
  The applications of solid-state nanopores are similar to biological pores 
since they are fabricated largely to mimic the biological pores. The translocation 
and differentiation of DNA/RNA strands had been investigated using nanopores 
drilled into a silicon nitride membrane by Dekker (8) and Skinner et al. (13). 
Kohli et al. (14) used gold and alumina nanotubule membrane to detect analytes 
through a resistive-pulse sensing and biomimetic ion-gated channel mechanism. 
Recently, the group had also developed conically shaped nanopores and 
nanotubes that can mimic functions of biological nanopores (15). Sensing work 
can be carried out with these types of conical nanopores using molecular 
recognition elements that are bound to the tip of the conical nanopores. The tip 
is selectively blocked as the target analyte binds to the recognition element 
leading to a decrease in the ion current (16). Other recent interesting works 
using solid-state pores include separation of analytes with mutilayer alumina 
membranes (17) and transportation of drugs through polypropylene membrane 







Fig. 2.1. (A) Schematic diagram of a conical nanopore which mimics functions 
of biological nanopores formed by the track-etch method in a polyethylene 
terephthalate (PET) membrane; (B) Schematic diagram of the experimental 
setup used for the electrochemical measurement of ion currents traversing 
across a single conical nanopore within a PET membrane. (Re-printed with 
permission from (16). Copyright (2007) WILEY-VCH Verlag GmbH & 
Co.KGaA, Weinheim). 
 
 Development of nanochannel array-based bioanalytical devices is an 
alternative approach to achieve highly sensitive detection of biomolecules. The 
sensitivity is achieved due to the high pore density of the membrane as well as 
the close interaction of the target biomolecules with the nanochannels. The 
similarity in size between the nanopores and the analytes allows their 
interactions to be amplified, which can be easily detected with an 
electrochemical method using the resistive-pulse sensing method. Thus, the 
combination of nanopore membrane coupled with an electrochemical method is 






concentration. Although this type of system may be less sensitive than the mass 
spectrometry systems such as those of LC-MS and ICP-MS, the small size of 
the electrochemical station, the simplicity in operation and its relative 
robustness make it more appropriate to be used for on-site testing. 
 
 Previously, our group had fabricated an alumina membrane biosensor 
based on the anodisation method and the nanobiosensor was sensitive toward 
whole virus particles for the detection of West Nile virus (18). In this project, 
we extent the use of this system for the detection of Dengue virus. However, 
electrochemical impedance spectroscopy will be used as the detecting platform 
in replacement of the differential pulse voltammetry. The main aim of this 
project is to demostrate that this system can be used for the detection of Dengue 
















2.2. Materials and methods 
 
2.2.1. Materials and Reagents 
 
 Anti-Dengue serotype 2 antibody, (clone 3H5, isotype IgG, 1.0 mg mL−1) 
was purchased from (Millipore). Bovine Serum Albumin (BSA,>98%), 
ferrocenemethanol (FeMeOH,>99%) and phosphate buffered saline (PBS, 10X) 
were purchased from (Sigma Aldrich). Phosphoric acid (85%) was purchased 
from (Lancaster Synthesis). All chemicals and solvents were of analytical grade 
and used as received. Ultrapure water (Sartorius Ultrapure Water System) was 
used for all preparations. 
 
2.2.2. Virus cultivation and inactivation 
 
 Aedes mosquito cells (C6/36) were infected with Dengue serotype 2 
viruses at a multiplicity of infection (MOI) of 0.01 for 1 h at 28°C. Following 
this, the medium was removed and fresh growth medium (RPMI, 5% heat-
inactivated fetal bovine serum (FBS) and 5 mM 2-mercaptoethanol) was added. 
After which, the cell culture was incubated at the same temperature for 5 days. 
After 5 days, the medium was collected and a plaque assay was carried out to 
determine the concentration of the Dengue virus in terms of plaque forming unit 
(PFU mL−1). The Dengue virus sample was subsequently heat inactivated at 
56 °C for 30 min. All experiments were carried out in a biosafety level 1 




safety precaution, chlorine tablet was added before the Dengue virus solution 
was discarded. 
 
2.2.3. Preparation of the nanobiosensor 
 
 The preparation procedure of the nanoporous alumina electrode follows 
the previous report (19). Nanoporous alumina membrane electrodes were 
fabricated using platinum wires embedded in epoxy sheaths and micropipette 
tips. The electrode tip was polished with 1.0 μm and 0.3 μm diameter alumina 
powder before coating with an aluminium metal film. Submicrometer thick 
aluminium films in the thickness range of 300–500 nm were sputter-coated onto 
the platinum electrodes using 99.999% purity aluminium target, Denton 
discovery® 18 Sputtering System and sputtering power of 100 W in an 
atmosphere of research-grade Ar at 5×10−3 Torr.  
 
 Anodisation of the aluminium coated electrodes were conducted using 
the previously described pipette contact anodisation method. This was carried 
out by positioning a glass pipette coated with a ~ 40 nm thick platinum layer, 
above and in contact with the surface of the aluminium coated electrode. 0.1 M 
oxalic acid solution was then added into the interior portion of the platinum 
coated glass pipette. The aluminium coated layer was anodised 
potentiostatically in the 0.1 M oxalic acid at 40 V versus the platinum counter 





  To prepare the biosensor, the nanoporous alumina electrode was first 
etched in 3% phosphoric acid for 15 min and washed thoroughly with copious 
amount of PBS to produce the pores (Fig. 2.2A). Solutions of 3H5 antibody, 
BSA and Dengue virus were prepared in PBS. BSA was used as blocking agent 
for nonspecific binding sites. Immobilisation of the respective reagents was 
subsequently carried out by spreading 5 μL of the reagent solution across the 
alumina electrode surface. The antibody was immobilised for 1 h followed by 
BSA while the virus capture was carried out with 30 min incubation time (Fig. 
2.2B). After each immobilisation step, the alumina electrode was rinsed 
























Fig. 2.2. (A) Schematic diagram illustrating the formation of one nanopore after 
anodisation with oxalic acid solution and etching with 3% phosphoric acid; (B) 
Schematic diagram showing the immobilisation of the antibody, BSA and 
Dengue virus along the wall of the nanoporous membrane. 
 
 
2.2.4. Characterisation of the nanobiosensor 
 
 All electrochemical measurements were carried out on an autolab 
potentiostat/galvanostat (Eco Chemmie, Netherland) using a three electrode cell 
containing a nanoporous alumina working electrode, a silver/silver chloride 
reference electrode and a platinum wire counter electrode in PBS pH 7.4 
solution containing 1 mM ferrocenemethanol (Fig. 2.3). Cyclic voltammetry 
was carried out at a potential range from −0.2 to 0.6 V with a scan rate of 0.05 
V s−1. Impedance measurements were performed over the frequency range from 
0.1 Hz to 100 kHz at the mid-peak potential of ferrocenemethanol derived from 
cyclic voltammetry (~0.19 V versus Ag/AgCl, 1 M KCl) with an alternating 
current potential amplitude of 50 mV. The impedance data was fitted to an 
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fitting quality was evaluated by the chi-squared (R2) value and error percentage 
corresponding to each component of the equivalent circuit model. 
 
   
 










































2.3. Results and discussion 
 
2.3.1. Characterisation using cyclic voltammetry 
 
  Fig. 2.4 shows the typical cyclic voltammograms of the alumina 
electrode after each step of the nanobiosensor preparation procedure: before and 
after chemical etching, antibody immobilisation, BSA immobilisation and virus 
capture in PBS (pH=7.4) containing 1 mM ferrocenemethanol redox probe. It is 
observed that the current transmission of the alumina electrode is increased by 
etching. This is attributed to the further widening of the alumina nanopores (or 
nanochannels) with phosphoric acid thus allows more redox probes to enter the 
nanochannels and increases the Faradaic current. 
 
  The magnitude of the current decreases after each of the following 
antibody immobilisation, BSA immobilisation and virus capture steps, due to 
enhanced barriers either at the electrode–electrolyte interface and/or the thin 
alumina layer. Though the peak height decreases, the anodic and cathodic peak 
positions remain relatively unchanged after the several immobilisation steps, 
which strongly suggest that the loading of antibodies and subsequent virus 
capture do not influence the charge transfer kinetics significantly at the 
electrode–electrolyte region (20). It is also observed that there is a gradual 
decrease in the current with increasing amount of the Dengue virus added. 
Presumably, this decrease in current is related to the amount of the 




correlation between the signal change and the virus concentration using an 




Fig. 2.4. Cyclic voltammetries of the alumina electrode after each step of the 
nanobiosensor preparation procedure: before and after chemical etching, 
antibody immobilisation, BSA immobilisation and virus capture in PBS 
containing 1 mM ferrocenemethanol. 
 
2.3.2. Characterisation using electrochemical impedance spectroscopy 
 
 Electrochemical impedance spectroscopy is used to investigate the 
processes that occur within the thin nanoporous alumina coated biosensor which 
are highly relevant to understand several recent biosensing works involving thin 
film and membrane-based biosensors for viruses, living cells and other 
biological species. Unlike cyclic voltammetry and differential pulse 
voltammetry which derive mass transfer limited signal responses at high 
overpotentials, EIS data are derived at near equilibrium conditions close to the 
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processes that occur during the virus capture events within the nanoporous 
structure of the thin alumina layer of the biosensor, and possibly construct an 
alternative method for direct virus detection in contrast to the mass transfer 
limiting approach. 
 
 Fig. 2.5A and B show the real and imaginary parts of the impedance of 
the nanobiosensor with respect to frequency in the presence of increasing virus 
concentrations from 1 to 900 PFU mL−1. The real and imaginary parts of the 
impedance are calculated from the overall impedance (Z*): Z*(ω) =Z′(ω) + 
jZ″(ω) where ω is the angular frequency and equals 2πf (f/Hz is the frequency). 
It is shown that at frequencies lower than 1 Hz, both the real impedance Z′ and 
imaginary impedance Z″ are increased after exposure to the virus particles. At 
the lowest frequency, the change in the overall impedance Z* at 1 PFU mL−1 
virus concentration is ~10 times larger than that of the BSA solution. Clearly, 
the biosensor presents sensitive response towards the presence of immobilised 
proteins and virus particles in the low frequency range. 
 
 In contrast, at higher frequencies, all the traces overlapped which 
indicates the curves do not depend on the presence of virus particles, and are 
thus not useful for virus detection. This differential change in Z* at increasing 
virus concentration is clearly indicated by the enlarging traces of the Nyquist 
plot (Fig. 2.5C). No straight line tails are observed at low frequency range 
probably suggested the absence of a Warburg element (21). This indicates 
diffusion of the redox probe is not rate-limiting under the conditions of the 




Interestingly, two maxima in the phase angle plot well separated in the 
frequency domain are observed for the etched alumina electrode (Fig. 2.5D), 
which clearly indicate two time constants. Since the physical structure of the 
alumina electrode comprises the alumina/nanochannel-electrolyte and the 
electrode–electrolyte interfaces, the interactions of virus particles can change 
the impedimetric responses of these two interfaces. Thus, the time constant at 
high frequency range is attributed to the faster charge transfer at the conductive 
electrode-electrolyte interface while the low frequency region presents the 
movement of ions along the nanochannels. The phase shift of the first maximum 
at ca. 14 Hz increases with immobilisation of the antibody probes and 
subsequent addition of the virus particles. In contrast, the second maximum at 
ca. 400 Hz decreases significantly upon immobilisation of the antibody probes 














Fig. 2.5. (A) Real (in-phase) impedance Z′ and (B) imaginary (out-of-phase) 
impedance Z″ versus angular frequency, ω, (C) Nyquist plot and (D) Bode-
phase plot of the nanobiosensor after Dengue 2 virus capture from solutions of 
increasing virus concentration. Measurements were conducted in PBS (pH=7.4) 
containing 1 mM ferrocenemethanol. 
 
 The optimal model that matches the impedimetric responses of the thin 
nanoporous alumina biosensor comprises a series of two constant phase 
elements (CPE) in parallel with two resistances (R), which is consistent with an 
insulating porous layer on top of a conductive layer (Fig. 2.6). Three distinct 
regions can be identified: the electrolyte solution resistance (Rs), the porous 
alumina channels (including proteins and virus particles) (CPE1, R1) and the 
conductive electrode substrate layer (CPE2, R2). The constant phase element 
(CPE) is used to describe the non-Faradaic process at the alumina-electrolyte 
and electrode-electrolyte layers, in contrast to the capacitance element to take 
into account of the topological imperfection of the alumina porous layer and the 

















































































structures such as a thin nanoporous alumina membrane which had been 
modelled using non-Faradaic components comprising a channel resistance in 
parallel with a constant phase element which represents the channel capacitance 




Fig. 2.6. Schematic diagram of the alumina nanobiosensor for Dengue 2 virus 
detection mapped with the equivalent circuit model showing the 3 distinct 
regions.   
 
 Table 2.2 shows the values of the circuit elements obtained by fitting the 
experiment data in fig. 2.5 and two other repeated experiments. The fitted R1 
and R2 parameters are attributed to the channel resistance and slow charge 
transfer kinetics respectively at the alumina electrode. In the presence of 
increasing virus concentrations, the charge transfer resistance R2 increases. This 
is most probably due to nonspecific physical adsorption of proteins and cell 
fragments at the electrode–electrolyte interface which can reduce the electrode 
area, causing an increase in the charge transfer resistance. The heterogeneous 
rate constant for the ferrocenemethanol Faradaic reaction can be described using 
the following relation between the heterogeneous rate constant kct, the 
concentration of redox species C, the electrode area A and the change in charge 
















    R2 = RT/n
2F2kctAC    (1) 
 
where R is the gas constant, T is the absolute temperature, n is number of 
electrons transferred and F is the Faraday constant. From an average R2 value 
of 10 MΩ, it is estimated that the heterogeneous rate coefficient kct = 0.66 (±0.03) 
× 10−3 cm s−1 which agrees closely with previous values determined from the 
voltammetric peak-to-peak distance (20).  
 
 From the fitted impedance values of R1 in table 2.2, we estimate the 
channel resistivity, ρc=420(±21) MΩ cm using the relation R1=ρclc/Ac between 
ρc/Ωcm, channel length lc (~300 nm), channel cross-section area Ac and channel 
resistance, R1. This resistivity value is similar to the channel resistivity of a 60 
μm thick alumina membrane placed in a solution of similar ionic strength (24). 
We observe an increase in the channel resistance R1 responses in the presence 
of increasing virus concentration which is attributed to specific Dengue virus 
particles interaction with the immobilised antibodies. The immobilisation of the 
Dengue viruses along the nanochannels can reduce the channel area thus causes 
the increase in channel resistance. The calibration plot of the change in 
resistance, R1(RDengue2 virus - RBSA) against the concentration of the Dengue 





Fig. 2.7. Calibration plot of the change in channel resistance against the 
concentration of Dengue 2 virus (PFU mL-1). 
 
 Interestingly, the channel capacitance CPE1 changes significantly in the 
presence of virus, for example, 100% increase is observed from 1 to 900 PFU 
mL−1 virus concentration. Similar effects on surface capacitance of alumina had 
been observed due to binding of charged species (25). In this case, the capture 
of negatively charged Dengue virus particles with pI of 5 in pH 7.4 PBS solution, 
to the antibody-coated alumina nanochannel walls, is the most likely cause of 
this increase in channel capacitance. In contrast, the change in the electrode–
electrolyte capacitance CPE2 remains relatively similar when the Dengue 2 
virus concentration is changed from 1 to 900 PFU mL−1. The significant change 
in the value of n1 further corroborates with binding of the virus particles or other 
species within the channels, since any deviation of n1 from 1 represents a non-
smooth surface. In comparison, the n2 values are closer to 1 than those of n1 as 
expected for the more homogeneous metal electrode surface compared to the 
antibody-coated nanochannel walls.



















Table 2.2. Fitted EIS results of the nanobiosensor using the equivalent circuit shown in fig. 2.6 and an average bulk solution resistance Rs =1.9 
KΩ. 
 R1/KΩ R2/KΩ CPE1/μF n1 CPE2/μF n2 χ2 
BSA/Ab 16.91 9.08 0.46 0.51 0.12 0.72 0.16 
DENV 2 1 PFU mL-1 18.26  9.08 0.57 0.50 0.12 0.73 0.13 
DENV 2 11 PFU mL-1 20.10  9.24 0.65 0.49 0.11 0.75 0.16 
DENV 2 61 PFU mL-1 22.30  9.62 0.69 0.48 0.10 0.76 0.18 
DENV 2 161 PFU mL-1 25.80  10.84 0.67 0.49 0.10 0.78 0.15 
DENV 2 361 PFU mL-1 30.43  11.57 0.95 0.44 0.09 0.79 0.12 




2.3.3. Dengue virus-antibody binding affinity 
 
 The specific binding interaction between the Dengue 2 virus and its 
antibody is as follows: 
 
  Ab + Dengue 2 virus ↔ [Dengue 2 virus −Ab], where 
 K/M−1 = [Dengue 2 virus −Ab] / ([Ab][Dengue 2 virus])  (2) 
 
where K/M−1 is the binding constant which describes the strength of the 
antigen–antibody interaction. The binding of virus particles on planar surfaces 
can be described using a simple Langmuir model (26) in which the antibody-
antigen binding site is equivalent to an active surface site. Using the membrane's 
cylindrical surface as the sensing platform, we find that the Freundlich isotherm 
(27) is more suitable to explain the relation between the sensor signal response 
and the virus concentration when compared to the classical Langmuir isotherm 
as well as the Langmuir-Freundlich isotherm (Fig. 2.8).  
 




n2⁄     (3) 
 
where fractional coverage θ = (RDengue 2 virus  - RDengue 2 virus =0)/ (RDengue 2 virus max 
- RDengue 2 virus =0), while n is the fractal order of the reaction, K is the antibody-
virus binding constant and C/PFU mL-1 is the Dengue 2 virus concentration. 
The Freundlich isotherm is often used to describe adsorption within porous 
media which is distinctly different from the planar surface. This distinction is 




solution (28). Since the antibodies are immobilised within the porous membrane, 
the situation is similar to what the Freundlich isotherm describes, where the 
Dengue viruses may not have access to the antibodies immobilised. 
 
Fig. 2.8. Diagram showing the goodness-of-fit for the three isotherms: 
Langmuir, Langmuir-Freundlich and Freundlich isotherm against the actual 
data. 
 
2.3.4. Selectivity experiment 
 
 To utilise the nanobiosensor in Dengue virus diagnosis using impedance 
measurement, the biosensor has to demonstrate selective responses against other 
viruses. Table 2.3 shows the response of the nanobiosensor towards consecutive 
exposure to non-flavivirus Chikungunya virus (CHIKV), flavivirus West Nile 
virus (WNV), followed by Dengue 2 virus which is also member of the 
flavivirus family. All virus concentrations are 100 PFU mL-1 and the incubation 
procedure for virus capture followed by the impedance measurement is identical 
for all three viruses and the control solution. The control solution is the 

































 Using the Student’s t-test with a p value cutoff of 0.05, the p-analysis 
indicates the channel capacitance CPE1 is selective for Dengue 2 virus over 
Chikungunya virus and West Nile virus since p values are <0.05: Dengue 2 virus 
and Chikungunya virus (p=0.009); Dengue 2 virus and West Nile virus 
(p=0.007), but cannot differentiate between Chikungunya virus and West Nile 
virus: Chikungunya virus and West Nile virus (p=0.44). In contrast, p-analysis 
for the other three parameters indicates no clear trend in selectivity. The p-
values for channel resistance R1, charge transfer resistance R2 and electrode-
electrolyte capacitance CPE2 are as follows: Dengue 2 virus and Chikungunya 
virus (R1: p=0.14; R2: p=0.003; CPE2: p=0.043); Dengue 2 virus and West Nile 
virus (R1: p=0.014; R2: p=0.002; CPE2: p=0.74); Chikungunya virus and West 
Nile virus (R1: p=0.107; R2: p=0.047; CPE2: p=0.060).  
 
 Clearly, the selectivity for Dengue 2 virus is most evident for channel 
capacitance CPE1 (Table 2.3) where the channel capacitance CPE1 is unchanged 
in the presence of Chikungunya virus and West Nile virus but doubles when 
Dengue 2 virus was added. This suggests that the Dengue 2 virus particle 
interacts specifically with the antibody 3H5 along the nanochannels, unlike the 
other two viruses. However, the channel resistance R1 is also responsive to 
nonspecific viruses, which we attribute to the blocking of the nanochannels by 
the large viruses at narrower parts of the nanochannels, which limits the mass 






  The pore size distribution of the alumina layer has been previously 
shown to be largest at the exterior (~70-120 nm) and smallest at the interior part 
(~10-30 nm) close to the electrode-alumina interface. Since the size of the virus 
particles (~50 nm) are in general larger than the smaller nonspecific proteins 
and cell fragments, and therefore, unable to access the electrode surface covered 
with smaller diameter nanochannels compared to the exterior part of the alumina 
layer. Thus, it is reasonable to conclude that changes in the charge transfer 
resistance R2 and capacitance CPE2 of the electrode-electrolyte region are due 
to nonspecific bindings at the electrode surface by these smaller proteins and 
cell fragments present in the viral solution. 
 
  These observations appear different to most other works which measure 
impedimetric changes of surface bound species. We attribute this apparent 
discrepancy to the additional alumina overlayer of the membrane-based 
nanobiosensor which captures most of the specific virus particles before they 
reach the electrode-electrolyte interface. In contrast, nonspecific viruses and 
other constituents of the viral solution can reach the underlying electrode-
solution interface and thus influence R2 and CPE2. 
 
Table 2.3. Fitted EIS results of the nanobiosensor placed in the following 
solutions: pure culture medium, CHIKV, WNV and DENV 2, respectively in 
consecutive steps, using the equivalent circuit presented. 
 R1/KΩ R2/KΩ CPE1/μF CPE2/μF χ
2 
Control 43.0 191.2 39.7 79.8 0.03 
CHIKV 45.1 199.9 48.2 83.9 0.03 
WNV 43.0 213.4 44.6 89.2 0.03 






2.3.5. Real sample analysis 
 
 The nanobiosensor was utilised to detect Dengue viruses in spiked 
human serum samples. The human serum was diluted 100 times and spiked with 
1, 10 and 20 PFU mL-1 of Dengue viruses. Similarly, the various spiked 
solutions were immobilised onto the electrode for 30 min before washing off 
the unbound Dengue viruses with a copious amount of PBS. Subsequently, 
impedance measurements were carried out. Despite the complicated matrix, the 
results (Fig. 2.9) indicate the plausibility of using the nanobiosensor for 
qualitative and quantitative determination of Dengue viruses in infected human 
serum samples with a short total analysis time of 40 min.  
 
 
Fig. 2.9. Plot of the signal response against the concentration of Dengue 2 virus 





























 We have characterised the nanoporous alumina Dengue virus biosensor 
using EIS and a circuit model comprising two R-CPE units arranged in series to 
delineate the responses of the alumina/nanochannel-electrolyte component from 
the electrode-electrolyte interface. Fitted results of the pore resistance R1 can be 
correlated to the Dengue 2 virus concentration using the Freundlich isotherm. 
In addition, the fitted pore capacitance CPE1 data allow the specific 
identification of Dengue 2 virus from two other mosquito-borne viruses; West 
Nile virus and Chikungunya virus. These results indicate that the pore resistance 
and capacitance are highly useful for quantitative and specific detection of 
Dengue 2 virus in contrast to the electrode-electrolyte capacitance and charge 
transfer resistance. Significantly, the fitting circuit model ought to be applicable 
in general to other biosensors utilising antibody-loaded porous thin films to 
capture analyte targets. The capacitance change within the nanochannels upon 
specific virus antibody binding further suggests that monitoring of capacitive 
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Chapter 3: Dengue virus detection using impedance measured across the 




3.1.1. Replication of Dengue virus 
 
 The Dengue viruses enter the host cells by receptor-mediated 
endocytosis. The acidic environment of the endosomes triggers an irreversible 
trimerisation of the E protein that results in the fusion of the viral and cell 
membrane. After the fusion has occurred, the nucleocapsid (NC) of the Dengue 
virus containing the capsid protein and RNA dissociates is released into the 
cytoplasm (1). Consequently, the replication of the RNA genome and new 
Dengue particles assemblies are initiated. Here, immature Dengue virus 
particles are formed in the lumen of the endoplasmic reticulum (ER). These 
particles contain protein E, a precursor form of M protein (prM), lipid 
membrane and nucleocapsid. They mature by passing through the Golgi and 
trans-Golgi network (TGN). In the acidic environment of the TGN, the virions 
undergo conformational change and the cellular protease furin cleaves the prM 
into M and a peptide pr that remains associated with the virions. Upon release, 
the pr peptide dissociates from the virions, resulting in the formation of mature 







3.1.2. The immature Dengue virus particles 
 
 In the recent 5 years, it was demonstrated that cells infected with Dengue 
viruses tend to secrete high level (~30%) of prM-containing immature Dengue 
virus particles (3). Neutralisation test with anti-prM antibodies showed that the 
prM antibodies that were found in the patients during infection were unable to 
completely neutralise the Dengue infection (3). These results highly suggested 
that three populations of Dengue virus appear to be produced and released from 
the infected cells. The first population is the immature Dengue viruses 
containing relatively high levels of prM that are inherently non-infectious. The 
second population is the partially mature Dengue viruses with an intermediate 
density of prM at the surface that can infect but susceptible to neutralisation at 
high antibody titer. The last population is the fully matured Dengue viruses with 
low or absent of prM at the surface that will not normally be susceptible to 
neutralisation (4). These immature particles were discovered to be non-
infectious due to insufficient binding of the immature virions to the cell surface. 
In addition, the presence of the PrM obstructs the low-pH induced 
conformational change in the viral glycoprotein required for membrane fusion 






Fig. 3.1. The general life cycle of a flavivirus adopted from ref (1). (Re-printed 
with permission from (1). Copyright (2013) of Nature Publishing Group) 
 
 The question remains, why did the replication of the Dengue virus result 
in the inefficient cleavage of PrM, and consequently produce immature viruses 
which had been deduced as non-infectious in nature. Further studies revealed 
that the prM antibodies render essentially non-infectious immature Dengue 
virus nearly as infectious as the wild type virus. This enhancement of the 
immature Dengue virus infectivity was observed in a wide concentration range 
of the prM antibodies (4). The prM antibodies served to facilitate efficient 
interaction and cell entry of the virus-immune complexes via the FcγII-receptor 
(3). Upon entry, the immature Dengue virus particles became highly infectious 









3.1.3. Porous anodic aluminium oxide (AAO) 
 
 Porous anodic aluminium oxide (AAO) is an interesting nanostructured 
material. It is formed upon anodic oxidation of aluminium as an oxide layer that 
has a well-defined porous structure in which parallel pores of uniform diameter 
run perpendicularly to the surface. By optimising the anodisation conditions, 
the pore diameter can be tuned in the range of 10-450 nm (6). Because of its 
high density, well-ordered structure, ease of fabrication, and good mechanical 
properties, the alumina membrane has found applications in many fields (6). It 
had been used as a structural template in the fabrication of carbon nanotubes (7) 
and metal nanowires (8); as a mold for self-assembly (9); as a membrane to 
study the transport of molecules across it (10); for the filtration of proteins (11) 
and as a substrate for cell cultivation (12). The alumina membrane is also an 
excellent substrate material in biosensor systems based on optical waveguide 
sensing (13), surface plasmon resonance (14), and surface-enhanced Raman 
spectroscopy (15). 
 
 Compared with other porous membranes adopted in sensors, the use of 
AAO filter as a sensing membrane offers several advantages. The fabrication 
process is relatively inexpensive and highly reproducible. In addition, the three-
dimensional structure of the AAO membrane provides a much higher surface 
area available for probe immobilisation for the same spot diameter as compared 
to flat surfaces (16). The mechanical stability of the material also allows a thin 




and protective environment for biomolecule immobilisation and can transduce 
a biorecognition event such as DNA hybridisation into an electrical signal (16).  
 
 In the previous chapter, we had fabricated a nanoporous alumina 
membrane biosensor through anodising and etching of the aluminum metal 
deposited. The major disadvantage of the biosensor is the dislodging of the 
alumina layer during rinsing of the electrode. This is probably due to the weak 
adhesion of the alumina to the plastic surface of the pipette tip upon etching. In 
this chapter, commercially available alumina membranes (AAO) are used. The 
alumina membranes are made conductive by sputtering a submicron layer of 
inert Pt onto both sides of the membrane. Here, the biosensor is more robust as 
the alumina membrane is mechanically stable and a good material for the 
deposition of metal. Consequently, the conductive Pt layer does not dislodge 
easily with washing. The generally inert nature of both the Pt and the alumina 
allows the biosensor to be stored for months. 
 
 We present the use of a small and thin piece of alumina membrane, 60 
μm thick and 13 mm in diameter as the sensing platform for the detection of 
Dengue infection using electrochemical impedance spectroscopy. The 
electrochemical setup is simplified by using the membrane as both the working 
and the counter electrode. This is achieved by coating both sides of the 
membrane with a submicron layer of platinum. Anti-prM antibody 2H2 is 
employed for the detection of Dengue virus. This antibody is highly specific 
towards all the Dengue complexes and recognises a conformational epitope. 




extremely useful for fast screening of probable Dengue cases in hospitals when 
a Dengue outbreak due to an unknown Dengue virus strain occurs. The 
transduction principle is based on the resistive-pulse sensing method, where the 
formation of immunocomplexes within the nanochannels reduces the ion 
current, resulting in a downward current pulse which will be reflected as an 






























3.2. Materials and methods 
 
3.2.1. Materials and reagents 
 
 Porous anodic alumina membranes (AnoporeTM) with nominal size of 
20 and 200 nm were purchased from (United Scientific). Bovine serum albumin 
(BSA, >98%), potassium ferricyanide (K3Fe(CN)6, >99%) and phosphate 
buffered saline (PBS, 10X) were purchased from (Sigma Aldrich). Potassium 
hexacyanoferrate(II) trihydrate (>99.5%) was purchased from (Merck). 
Monoclonal anti-Dengue complex antibody (2H2) was purchased from (Merck-
Millipore). Dengue serotype 2 and 3 viruses were obtained from Singapore 
Immunology Network-Agency for Science, Technology and Research (SIgN-
A*STAR, Singapore). Chikungunya viruses (CHIKV) were kindly provided by 
Professor Vincent Chow (National University of Singapore, Microbiology). All 
chemicals and solvents used were of analytical grade and used as received. 
Ultrapure water from Sartorius Ultrapure Water System (Gottingen, Germany) 
was used for all preparations. 
 
3.2.2. Fabrication of the Pt film working and counter electrode on the 
alumina membrane 
 
 A 100 nm thick Pt film was sputtered on both sides of the alumina 
membrane using JEOL JFC-1600 Auto Fine Platinum Coater (Tokyo, Japan). 
The Pt sputtering was performed using a current of 20 mA for 600 s. A 1 mm 




to prevent short circuiting. The effective pore size after Pt coating was 
determined using JEOL JSM-6701F field emission scanning electron 
microscopy (FESEM) (Tokyo, Japan). Aluminium tapes of suitable size were 
placed in electrical contact with the Pt coated alumina membrane such that it 
can be used as the working and counter electrodes. 
 
3.2.3. Cell assembly and electrochemical measurement  
 
 The Pt coated alumina membrane was mounted between 2 home-made 
half-cell. The membrane together with an external Ag/AgCl reference electrode 
formed the three electrode system required for the electrochemical 
measurements (Fig. 3.2). Each side of the cell was filled with 10 mM of 
Fe(CN)6
3-/4- in 1X PBS (pH 7.4). Impedance measurements were performed 
with an autolab potentiostat/galvanostat (Utrecht, Netherlands) over a 
frequency range of 0.1 Hz-1 MHz, at the mid-peak potential of  Fe(CN)6
3-/4- 
(~0.250 V vs. Ag/AgCl, saturated KCl), using an alternating voltage of 5 mV.  
 
3.2.4. Preparation of the immunosensor 
 
 Each of the immobilisation step took place with the membrane held 
within the cell holder. The antibody, BSA and Dengue virus solutions were 
directly dripped onto the surface of the membrane and washed off with copious 
amount of PBS after the incubation time. Initially, 20 μL of the 2H2 antibodies 
was immobilised onto the nanochannels of the membrane for 1 h. Next, 20 μL 




adsorption. Finally, 20 μL of the virus solution was added and incubated for 30 
min. Impedance measurements were carried out after each of the immobilisation 
step to monitor the change in the pore resistance. 
  
 
Fig. 3.2. (A) An electrochemical cell setup with the platinum coated alumina 
membrane acting as the working (WE) and counter electrode (CE) together with 



































3.3. Results and discussion 
 
3.3.1. Immunosensor fabrication 
 
 The alumina membrane was used as both the working and counter 
electrode. The close proximity in the distance between the electrodes reduces 
the resistance created by the electrodes. This helps to improve the measurement 
sensitivity. From the FESEM pictures (Fig. 3.3A and B), the Pt coated 
membrane has a pore reduction of approximately 60 nm. The effective pore size 
is about 140 nm where the Dengue virus (~50-60 nm) can still diffuse in. The 
immobilisation of the antibody, BSA and Dengue virus solutions were carried 
out at the face of the membrane acting as the counter electrode. This ensures 
that most of them are immobilised onto the nanochannels of the membrane, not 
the working electrode surface. Hence, the signals obtained come from the 









Fig. 3.3. Scanning electron micrographs of (A) Uncoated 200 nm alumina 




3.3.2. Impedance sensing for the detection of Dengue virus 
 
  Compared to other electrochemical techniques, electrochemical 
impedance spectroscopy has the advantage that the system is investigated under 
stationary conditions. Impedance measurement is also more sensitive to the 
change in ionic flow accompanying the formation of immunocomplexes 
between the Dengue viruses and the antibodies. In order to evaluate the 
interactions between the 2H2 monoclonal antibody and the Dengue virus, we 
exposed the immunosensors to various concentrations of Dengue 2 and Dengue 
3 viruses ranging from 1 PFU mL-1 to 900 PFU mL-1. From the Nyquist plots 
shown (Fig. 3.4A and B), it can be qualitatively observed that there is an 
increase in the resistance upon immobilisation of the antibodies, BSA and 
Dengue viruses. The resistance is expected to increase as the immobilised 
antibodies, BSA and Dengue viruses within the nanochannels of the membrane 





the increase in the resistance after each of the immobilisation step is indicative 
that the immobilisation of the various components was successful. The increase 
in the resistance also correlates well with the size of the component immobilised, 
where the antibody (~8 nm) displayed the smallest change in resistance while 
the Dengue virus (~50-60 nm) showed the largest increase. It was also observed 




Fig. 3.4. Nyquist plots of the alumina membrane electrode after antibody 
immobilisation, BSA immobilisation and virus capture in PBS (pH=7.4) 
containing 10 mM Fe(CN)6
3-/4-, bias potential of 0.25 V, frequency range of 0.1 
Hz to 1 MHz; (A) Dengue 2 virus (B) Dengue 3 virus; (a) 1 PFU mL-1 (b) 11 
PFU mL-1 (c) 61 PFU mL-1 (d) 161 PFU mL-1 (e) 361 PFU mL-1 (f) 861 PFU 
mL-1 of Dengue viruses. 
 
 For quantitative understanding of the impedance data, an equivalent 
circuit which can best address the entire physical phenomenon and describe the 
system needs to be constructed. The circuit most probably consists of 2 parts: 
the Randles circuit and the circuit for the alumina membrane joined in series 
(Fig. 3.5). The Randles circuit describes processes taking place at the working 
electrode surface. The circuit includes the following 4 elements; (a) The 









































the Warburg element (W) resulting from the diffusion of ions from the bulk 
solution towards the working electrode; (c) the electron transfer resistance (Ret) 
and (d) the capacitance (C) of the electrode-electrolyte interface. The circuit for 
the alumina membrane consists of 2 elements; the resistance of the pores (Rp) 
and the membrane capacitance (Cm). Since the changes in the ionic flow are not 
affected by the electrode-electrolyte interface in the experiment, no further 
discussion about the Randles circuit will be done. 
 
 
  Fig. 3.5. The equivalent circuit for the Nyquist plot. 
 
 The impedance data were fitted with a commercial software EIS 
spectrum analyser (Minsk, Belarus). The results of the fitting are summarised 
in table 3.1, which mainly listed the 2 pivotal parameters Rp and Cm. The Rp 
responded more significantly than the Cm, thus it is a more suitable signal for 
sensing the changes in the ionic flow across the nanochannels. The change in 
Rp (ΔRp) was calculated using the following equation: 
 
    ΔRp = Rp(Dengue-Ab) - Rp (BSA) 
 
where Rp (Dengue-Ab) is the resistance value after the formation of the 
immunocomplexes between the Dengue viruses and the antibodies and Rp (BSA) 
















in the value of ΔRp is associated with the blocking behavior of the assembled 
layer on the wall of the nanochannels. The interactions between the Dengue 
viruses and the antibodies resulted in the formation of immunocomplexes on 
the wall of the nanochannels. These immunocomplexes act as the inert electron 
transfer blocking layer that hinder the diffusion of the Fe(CN)6
3-/4- redox pair 
across the nanochannels. As a consequence, the pore resistance increases with 
the amount of Dengue viruses added due to the increase in the number of 
immunocomplexes formed, which will further obstruct the nanochannels. The 
plot of ΔRp against the concentration of Dengue 2 (Fig. 3.6A) and Dengue 3 
viruses (Fig. 3.6B) yielded calibration plots with good correlation coefficients 
of >0.99. The limits of detection were found to be 0.230 PFU mL-1 for Dengue 
2 virus and 0.710 PFU mL-1 for Dengue 3 virus. This is actually comparable to 
another membrane-based virus captured sensor which reported a detection limit 

































Fig. 3.6. Calibration plot of the change in pore resistance against the 
concentration of (A) Dengue 2 virus and (B) Dengue 3 virus.  
 
 
3.3.3. Binding affinity studies of the 2H2 antibody with Dengue 2 and 
Dengue 3 viruses. 
 
  The 2H2 antibody is an anti-Dengue complex antibody that targets all 4 
Dengue serotypes. This antibody recognises a conformational epitope on the 
PrM of the Dengue virus. Ideally, all the immature Dengue viruses will undergo 
PrM cleavage to form Pr and M prior to release during replication. However, 
this cleavage is usually not completed and a mixture of mature and immature 
Dengue viruses are often released from infected cells (3). This antibody was 
found to bind to the immature Dengue virus, and thereafter enhance Dengue 
infection by promoting PrM cleavage and virus fusion. Here, we demonstrate 
its binding affinity with the more common Dengue serotype 2 and 3 viruses 
under normal physiological condition of pH 7.4.  



















Table 3.1. Fitted values of the Nyquist plots showing pore resistance (Rp) and membrane capacitance (Cm). 
DENV 2 Cm(nF) Rp(Ω) ΔRp(Ω) χ2 DENV 3 Cm(nF) Rp(Ω) ΔRp(Ω) χ2 
BSA 0.22 1.33 0 0.06 BSA 0.11 1.87 0 0.004 
1 PFU mL-1 0.24 1.70 0.39 0.05 1 PFU mL-1 0.13 2.27 0.38 0.004  
11 PFU mL-1 0.24 1.99 0.69 0.05 11 PFU mL-1 0.12 2.36 0.49 0.003 
61 PFU mL-1 0.23 2.42 1.12 0.05 61 PFU mL-1 0.15 2.53 0.66 0.01 
161 PFU mL-1 0.23 3.00 1.64 0.04  161 PFU mL-1 0.17 2.76 0.92 0.02 
361 PFU mL-1 0.25 3.79 2.48 0.05 361 PFU mL-1 0.18 3.09 1.22 0.02 




Table 3.2. Summarised table showing the techniques used to detect Dengue infection, their required analysis time and limits of detection. 
Method Analyte Limits of detection Time required  Reference 
Electrochemical alumina biosensor DENV 2 1 PFU mL-1 ~ 40 min Chapter 2 
DENV 2 & 3 0.23 & 0.71 PFU mL-1 ~ 40 min Chapter 3 
ELISA DENV 1000 PFU mL-1 ~ 4 h (19) 
Microfluidics immunosensor chip DENV 10 PFU mL-1 ~30 min 
Gold nanoparticle QCM biosensor RNA 2 PFU mL-1 ~ 1.5 h Chapter 1 ref (22) 
Silicon nanowire FET biosensor RNA 10 fM ~ 30 min Chapter 1 ref (35) 




In this experiment, the immunosensor was immobilised with 50 PFU 
mL-1 of Dengue 2 and Dengue 3 virus solution with an incubation time of 30 
min. The results (Fig. 3.7A and B) indicate that the Dengue 2 virus generally 
gives a greater response in contrast to the Dengue 3 virus. This observation is 
consistent with the western blot data reported (20), where the interactions 
between the 2H2 antibodies and the Dengue 2 viruses produced a greater 
luminescence. This suggested that the Dengue 2 virus has a stronger binding 
affinity to the antibody compared to the Dengue 3 virus.  
 
 At pH (~6-6.4), the immature Dengue virus was observed to undergo 
conformational changes when the in-vitro medium was acidified. Several 
researchers postulated that this change prepares the Dengue virus for the 
cleavage of PrM by furin to release the membrane glycoprotein and thereby 
allowing virus fusion (5). In our experiment, we observed that the structural 
rearrangement of the Dengue virus did not affect the recognition of the epitope 
on the PrM by the antibody. Interestingly, the Dengue 3 virus displayed a larger 
response than the Dengue 2 virus towards the antibody at this pH (Fig. 3.7C and 
D). It was observed that the sites of interaction between the Dengue cross-
reactive antibody such as the 2H2 antibody and the 4 Dengue serotypes are 
commonly unique and different (21). The change in pH from 7.4 to 6.4 may 
have caused the charges around the epitope of the Dengue 2 and 3 virus to 
change. This change could have led to more favorable electrostatic interactions 
between the Dengue 3 virus and the antibody, resulting in a greater response as 
observed. We are not sure what causes the inconsistent results obtained after 




3.3.4. Effect of the membrane's nominal size on sensing capacity 
 
  Here, the experiment was repeated with alumina membrane of smaller 
nominal size (20 nm) at three concentrations; 1, 10 and 100 PFU mL-1. The 
pores of the 20 nm membrane were almost totally covered upon sputtering with 
Pt at the same conditions as the 200 nm membrane. The exposed pores were 
those partially covered or not covered by the Pt atoms (Fig. 3.8A and B). The 
uncovered pores allow the BSA to enter, thus the pore resistance is expected to 
increase. However, the membrane showed little or no change in the pore 
resistance with the Dengue viruses (Fig. 3.9). The relative size of the Dengue 
virus is approximately 50-60 nm which is much larger than the pore opening. 
Being unable to enter the pores, there would be no change in the pore resistance 
as observed. This demonstrates that the selection of the membrane's pore size is 
critical for the experiment and the signals that we obtained most probably came 
from the retardation of the redox probes due to the partial blockage of the 

















































Fig. 3.7. Bar charts illustrating the difference in the interactions between the 
2H2 antibody with the Dengue 2 and Dengue 3 virus at pH 7.4 (A and B) and 






Fig. 3.8. Scanning electron micrographs of (A) Uncoated 20 nm alumina 














































Fig. 3.9. Bar charts illustrating the response of the alumina membrane to the 
Dengue 2 virus at two different pore sizes: 20 nm and 200 nm. Experiments 
were done in consecutive steps from left to right. 
 
3.3.5. The specificity of the immunosensor 
 
 The specificity of the immunosensor was determined by challenging it 
with a non-flavivirus, Chikungunya virus (CHIKV). The Chikununya virus 
belongs to the alphavirus family and it is also transmitted to human through 
Aedes mosquitoes’ bites. An infection by the Chikungunya virus will result in 
symptoms similar to the Dengue infection. Hence, diagnosis of the true agent 
causing the infection is often difficult. The immunosensor showed good 
selectivity with the Chikungunya virus, as reflected by the small change in the 
pore resistance (Fig. 3.10). This result is very encouraging and indicates the 





















Fig. 3.10. Bar charts illustrating the selectivity of the 2H2 antibody towards the 
Dengue serotype 2 virus and Chikungunya virus. Experiments were carried out 
in a consecutive manner from left to right. 
 
3.3.6. Real Sample analysis 
 
 The constructed immunosensor was utilised to detect Dengue viruses in 
spiked human serum samples. The human serum was diluted 100 times and 
spiked with 10, 50 and 100 PFU mL-1 of Dengue viruses. Similarly, the various 
spiked solutions were immobilised onto the electrode for 30 min before washing 
off the unbound Dengue viruses with copious amount of PBS. Subsequently, 
impedance measurements were carried out. Despite the complicated matrix, the 
results (Fig. 3.11) indicate the plausibility of using the immunosensor for 
qualitative and quantitative determination of Dengue viruses in infected human 























Fig. 3.11. Plot of signal response against the concentration of Dengue 2 virus in 




 We have demonstrated the possibility of using the thin piece of alumina 
membrane as an immunosensor for the detection of Dengue infection. This 
membrane sensor is label-free, sensitive towards Dengue virus and has a 
relatively fast data acquisition time of 40 min. This method is faster and less 
labour intensive than the conventional ELISA method. In addition, the small 
piece of alumina membrane allows it to be disposed off easily or sent for 
autoclaving. Hence, this membrane sensor coupled with an electrochemical 
detection provides opportunity for the sensor to be fabricated into a point-of-
care diagnostic unit for clinical use. The future works include investigating the 
sensor response with Dengue 1 and Dengue 4 viruses as well as the robustness 
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4.1.1. Current state-of-art in disease diagnosis 
 
 Diagnosis of diseases using antibody-antigen immune-based methods is 
of scientific and technological significance, because of the versatility to detect 
either the antibody or antigen, and the ease to generate specific antibodies and 
antigens using cellular and recombinant technologies (1-3). Importantly, 
antibodies are an integral part of the natural immune response and play a crucial 
protective role during infections. Antibodies are useful biomarkers to assess the 
magnitude and specificity of an immune response, besides the disease status of 
the patient (4). Consequently, several methods making use of the natural affinity 
of the antibody with the antigen had been reported. These methods involved 
labelled-free detection using sensitive instrumentations such as acoustics, 
surface plasmon resonance or electrochemical impedance spectroscopy as well 
as labelled detection with fluorescence and electrochemical methods as 
mentioned in chapter 1 of the thesis. In order to further improve the detection 
sensitivity and selectivity of the sensing system, various approaches had been 
taken. Different strategies had been employed for amplifying the transducing 
signals of the antibody–antigen interactions. Most conventional amplification 
strategies have relied on the use of labels, such as enzymes, electroactive 




use of sandwich or multiple steps approach to magnify the differences between 
the binding affinities of the target and non-targets for the same antigen or 
antibody has been used to improve selectivity. 
 
 These immune-based methods which rely on capture mechanism under 
equilibrium conditions are traditionally prevalent. For many diseases, 
serological tests remain the standard for disease diagnosis. However, the cross-
reactivities of antibodies are common which give false-positive results and limit 
the detection selectivity of these immune-based methods. Conversely, 
microfluidics methods when applied to the separation and detection of 
biological molecules provide significant advantages over the above immune-
based batch analysis methods such as higher efficiencies, faster analysis time, 
use of a much smaller sample volume, improvement in the selectivity and 
multiple analytes detection (5). The miniaturised flow systems had reported 
successful two-dimensional lab-on-a-chip designs which comprise flow pumps 
with effective dampers and micro-sized channels grafted with antibodies for 
protein capture or separation (5). In addition, when coupled to micro- or nano-
sized electrodes and nanopore structures, these microfluidics systems can 
achieve high sensitivity, fast response and high resolution due to improvement 











 Recently, nanofluidics, the study and use of fluid flow in and around 
structures of nanoscale dimensions is becoming a major field of research. There 
are three interesting properties of fluid flow at the nanoscale which make them 
particularly attractive for research and development of nanofluidics-based 
sensors. First, the flow of fluid generally occurs in structures which are 
comparable to natural scaling lengths. Second, the surface-area-to-volume ratio 
can be amplified and together with the small cross-sectional size (the last 
property) of the nanochannels make diffusion an efficient mass transport 
mechanism at this scale (7). This dynamic new field has drawn attention in 
technology, biology, and medicine (8, 9) due to advances in the biomolecule 
preparation and analysis system, single molecular interrogations and other 
unique modes of molecular manipulation through making use of electrokinetic 
effects in the nanochannels like electro-osmosis, electrophoresis and stream 
potential (10). Some significant works in nanofluidics include nanopore (11) 
and nanowire (12) being used for label-free biomolecule detection. 
 
 To study the intraparticle mass transfer performance in adsorption and 
chromatographic processes through the nanochannels, various physical and 
mathematical descriptions had been proposed such as homogeneous diffusion 
model, pore model, pore diffusion model, surface diffusion model and parallel 
diffusion model. Here, structural models which consider the effects of pore size 
distribution, pore volume fraction, particle size distribution and other structural 




realistic descriptions for transport across porous systems (13). Most of these 
models were derived from the classical Fick's law, in which the concentration 
gradient is considered as the driving force. The Fick's law is definitely true for 
an ideal solution like those in the pore of the membrane, where the protein 
concentration is very low (usually less than 5 mg mL-1) (13).  
 
4.1.3. Adsorption of protein on surfaces 
 
 Protein adsorption to surfaces is a common event in numerous biological 
processes. The adsorption can trigger adhesion of particles, bacteria or cells 
possibly promoting inflammation cascades or fouling processes. In the field of 
analytical sciences, nonspecific protein adsorption on sensor surfaces, protein 
chips or assay platforms is a serious problem that cause the degradation of their 
analytical performance. Wherever proteins come into contact with a solid 
interface, they will most likely adsorb to it (14). Nakanishi et al. had 
demonstrated that it is complicated to avoid protein adsorption. From a 
macroscopic viewpoint, the important factors affecting protein adsorption are 
the structural stability of the protein and the hydrophilic/hydrophobic properties 
of its surface. In general, proteins with low internal stability such as IgG and 
BSA seemed to absorb on all surfaces irrespective of electrostatic interactions 
owing to a gain in conformational entropy (15). As the mechanism behind 
protein adsorption events strongly affects the adsorption kinetics, various 
models developed in this field are kinetic models which are usually expressed 





4.1.4. Use of ferrocene as an electroactive label 
 
 Ferrocene (Fc) and its derivatives are mostly neutral compounds that are 
particularly stable in the presence of water and air. They are pre-ionic 
compounds with highly reversible redox systems which may readily be 
switched electrochemically between the ferrocene and the respective 
ferrocinium cation at low potential. A unique property of metallocene is the 
possibility of introducing substituents on one or both of the cyclopentadienyl 
rings while retaining the properties of a simple one-electron redox couple. The 
electrochemical oxidation potential is tunable by changing the nature of the 
substituents (16). Ferrocene labelled immunoglobulin G (IgG-Fc) is of 
particular interest since it enables monitoring of binding events of a range of 
analytes to the antigen binding sites of IgG electrochemically. The conventional 
method for Fc-labelling involves carbodiimide coupling of Fc-COOH and the 
NH2 terminated residue of an antibody (17). Kossek et al. had shown that the 
antibody-ferrocene conjugate has an almost unpaired binding capacity as the 
neat antibody (18). In addition, ferrocene labelled antibody was found to be 
stable for several weeks to months. Lim and Tanaka et al. had used labelled Fc-
anti-human chorionic gonadotrophine IgG (19), Fc-anti-histamine IgG (20) and 
Fc-anti-hemoglobin IgG (21) for the detection of the target analyte. The method 
protocol involves flowing the mixture of free target antigens, label-free 
antibodies and labelled immunocomplexes into a column which selectively 
binds to those unbound species and allows the immunocomplexes to pass 
through. Subsequently, the immunocomplexes were detected electrochemically 




 Herein, we report a method which demonstrates potential in detecting 
the Dengue virus infecting the patient and identifying its corresponding serotype 
concurrently. The biosensor's design comprises a low cost 
potentiostat/galvanostat and an alumina nanoporous membrane separating a two 
compartment cell. Flow-injection instrumentations are not required (Fig. 4.1). 
The sensing mechanism is based on electrochemical detection coupled to a 
continuous diffusion flow of redox labelled antibody probes through array of 
nanochannels attached with the virus particles within the membrane. This is 
unlike the current sandwich immune-based method that adopt a static capture 
approach. Such approach may suffer from nonspecific bindings of other species 
in particular those with very similar binding affinities as the target analyte. 
 
 Common serotypes of Dengue virus with highly conserved amino acid 
residue sequences were used as the model analytes. This membrane biosensor 
method successfully achieves the identification of the Dengue 2 virus from the 
Dengue 3 and 4 virus, and the uninfected patient's serum samples. Its ability to 
identify a specific Dengue virus serotype within short analysis time of 
approximately 2 h is comparable to the polymerase chain reaction (PCR) 
method that is being used currently. By monitoring the rate at which the working 
electrode is fouled by the labelled proteins, a time-based result can be presented. 
In addition, we show that by relating with the Langmuir adsorption and Fick's 









4.2.1. Discussion of the sensing mechanism at the working electrode 
 
 The sensing electrode gives increasing signal toward increasing 
concentration of the redox labelled protein probes in the receiver solution. At 
the same time, significant protein adsorption occurs at the electrode which 
causes the differential pulse voltammetric (DPV) peak current (δi)max signal to 
decrease rapidly. Electrode fouling effect had been observed for many proteins 
including IgG and was explained above as a simultaneous process for these type 
of soft proteins to adsorb onto surfaces due to a gain in entropy. Assuming the 
adsorption rate at which a monolayer of proteins forms on an electrode surface 
can be described using the simple Langmuir adsorption model and that protein 
desorption is negligible, the overall rate of change in θ is: 
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where ka is the adsorption rate constant, N is the total number of sites and θ is 
the fractional coverage. For simplicity, the Langmuir equation is being used 
here. However, we must realise that the use of Langmuir equation is less 
adequate since adsorption of globular proteins onto membrane surfaces is 
generally irreversible. The integrated form of the above equation gives the 
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Thus over time, the surface area of the electrode that is available for binding 
with the proteins (At) decreases exponentially from the original unfouled 
electrode area (A0):   
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 For a solution containing ferrocene tagged proteins kept under a 
continuously stirred condition, the differential pulse voltammetric (DPV) peak 
current (δi)max obtained at an oxidising electrode potential of ~1.0 V (vs. 
Ag/AgCl,1M KCl) is well described as: 
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where m incorporates the mass transfer coefficient and pulse voltammetry 
experimental conditions, cbulk is the concentration of the ferrocene tagged 
proteins, and A is the surface area of the electrode. Here, n=1 since oxidation of 
ferrocene involves one electron transfer. Combining equation (3) and (4), we 
obtain the overall current signal of the electrode toward a ferrocene tagged 
proteins which fouls the electrode surface upon reaching the electrode surface: 
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Experimentally, the constant values of (nFmA0) and (kaN) were obtained by 
measuring the mass transfer limiting current of the glassy carbon electrode 
maintained at ~1.0 V (vs. Ag/AgCl,1 M KCl) in the presence of different 
concentrations of ferrocene tagged BSA (BSA-Fc) (Fig. 4.2). The obtained data 
was fitted with the empirical equation: 
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using the OriginPro software (Northampton, United Kingdom). By adding the 
average values derived in table 4.1 into equation 5, the following empirical 
equation adequately describes the amperometric current signal of a glassy 
carbon sensing electrode in response towards redox labelled proteins: 
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4.2.2. Mass transport of ferrocene labelled protein probes across the 
membrane  
 
 Having derive the equation that describes the sensing response of the 
electrode, we need to account for the amount of labelled proteins which has 
transverse the membrane from the feed compartment to the receiver 
compartment to reach the electrode surface. We consider the flux J (mol cm-2) 
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where D is the diffusion coefficient of the ferrocene labelled protein, dc is the 
change in the protein concentration and dx is the length of the nanochannel over 
which the concentration changes.  
 
 Within the nanochannels, the transversing ferrocene labelled antibody 
probes will be strongly adsorbed onto the virus particles bounded to the 
nanochannels. As a result of the strong binding interactions, the transversing 
antibody concentration within the nanochannels will be less than its initial 
concentration in the feed solution, since antibody-antigen binding kinetics can 
be considered instantaneous in the absence of mass transfer limitation. The 
amount of antibodies that is adsorbed onto the viruses will depend on the 
binding sites available on the virus surface. Saturation of the binding sites 
occurs gradually over time as the antibody probes move into the nanochannels 
from the feed solution. Assuming the adsorption follows a Freundlich 
adsorption as found in chapter 2, the antibody concentration within the 
nanochannels, near the feed solution side, changes with time as follows: 
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gives the amount of 
antibody that binds to the viruses in the nanochannels; y describes the ratio of 











is the antibody 
concentration removed from the nanochannels solution by adsorption onto the 
viruses attached to the nanochannels and the membrane wall (nonspecific 
adsorption). This decreases with time as the binding sites on the virus particles 
become saturated. Here, it is not practical to simulate the Freundlich term (n) as 
the exponential component generally gives a small value between 0 and 1. As a 
consequence, the exponential term is simplified to 
)(
feed
txeyc  where x=ka(Cfeed)n. 
 
 The concentration of the antibody probes within the nanochannels near 
the receiver side is zero at initial time. Thus, a concentration gradient of the 
transversing probes exists across the nanochannels as follows, which changes 
with time according to Fick’s diffusion and saturation of the binding sites on 
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where cfeed,t and creceiver,t are the concentration of the antibody probes within the 
nanochannels at the feed and receiver side respectively at time (t) and lm is the 
length of the nanochannel (60 μm). The concentration of the antibody probes in 
the receiver solution is computed using equation 9 and this is input into the 
empirical equation 6 to obtain the expected DPV peak current signal over time. 
Subsequently, the calculated DPV peak current signals are normalised against 





4.3. Materials and methods 
 
4.3.1. Materials and reagents   
 
 Bovine serum albumin (BSA,>98%), ferrocenecarboxylic acid 
(FeCOOH), phosphate buffered saline (PBS, 10X), 1-ethyl-3-[3 
dimethylaminopropyl]carbodiimidehydrochloride (EDC), 3-
aminopropyltrimethoxysilane (APS), dimethyl sulfoxide (DMSO), 
glutaraldehyde (CH2(CH2CHO)2) and bicinchoninic acid (BCA) protein assay 
kit were purchased from (Sigma Aldrich). Anhydrous sodium carbonate 
(Na2CO3) and sodium hydrogen carbonate (NaHCO3) were purchased from 
(SCRS) and (GCE laboratory chemicals) respectively. Sodium bicarbonate 
buffer (SBB, pH 8.3) was prepared from Na2CO3 and NaHCO3 solution. 
Propylamine (C3H9N) and N-hydroxysuccinimide (NHS) were purchased from 
(Merck), 85% phosphoric acid (H3PO4) was purchased from (Lancaster 
Synthesis), anti-Dengue serotype 2 virus antibody (clone 3H5, isotype IgG, 1.0 
mg mL-1) was purchased from (Millipore), hydrochloric acid (HCl, 36.5-38%) 
was purchased from (MSR), Econo-Pac® 10DG columns was purchased from 
(BioRad) and 13 mm diameter nanoporous alumina membranes (AnoporeTM) 
with 60 µm thickness, 100 nm nominal pore size and a porosity of 25–50% were 
purchased from (United Scientific). All chemicals and materials were used as 
received. All solutions were prepared in (1X PBS) with high-purity water from 






4.3.2. Grafting of Dengue virus particles or anti-Dengue virus antibodies onto 
the nanochannels of the membrane 
 
 Grafting of virus and antibody within the nanochannels of the alumina 
membrane were carried out using the silane-carbodiimide grafting reaction as 
follows. The alumina membranes were first immersed in 5% APS in acetone for 
1 h. Subsequently, the membranes were washed thoroughly with acetone and 
dried with nitrogen gas. The membranes were further dried in oven for 30 min 
at 45°C. The membranes were then immersed in glutaraldehyde for 6 h, 
followed by thorough washing with ultrapure water and drying with nitrogen 
gas. 30 μL of 100 PFU mL-1 of the Dengue virus solution was drop-casted onto 
the membranes and kept at high humidity overnight. The membranes were 
subsequently rinsed with 1 M NaCl to remove any nonspecific absorbed Dengue 
viruses and dried with nitrogen gas. After which, 30 μL of 10-5 M propylamine 
was added to each membrane and kept at high humidity for 6 h to remove excess 
glutaraldehyde and to improve the hybridisation efficiency. Finally, the 
membranes were thoroughly washed using 1 M NaCl, followed by ultrapure 
water and dried with nitrogen gas. The same procedure was applied for the 
immobilisation of the 3H5 antibody onto the membrane.  
 
4.3.3. Preparation of IgG/BSA labelled with Fc-COOH 
 
 3H5 antibody (1 mg mL-1, 900 µl) was concentrated to ca. (3 mg mL-1, 
300 µL) using Eppendorf concentrator 5301 at 4°C (solution A). 23 mg of 




and NHS were dissolved in 1 mL of DMSO (solution C). Solution B was added 
drop-wise into solution C with stirring. Subsequently, the mixture was stirred 
continuously for 2 h at 25°C. After 2 h, the mixture was added to solution A and 
stirred continuously at 4°C overnight. Free FcCOOH molecules were removed 
using Econo-Pac® 10DG column. Two bands were observed in the column. The 
first band contained IgG labelled with FcCOOH (IgG-Fc) and the second band 
contained the free FcCOOH molecules. The first band was eluted out using PBS 
as eluent and collected in fractions of 1 mL. BCA protein assay method was 
used to identify the IgG-Fc fractions which were combined and concentrated to 
ca. 2 mL using Eppendorf concentrator 5301 at 4°C. The final concentration of 
IgG-Fc was determined with the BCA protein assay method using Agilent 
Technologies, Carry 100 UV-Visible Spectrophotometer. Cyclic voltammetry 
of IgG-Fc was performed using an electrochemical station (CHI Instruments, 
Electrochemical Analyser model 750D). For the BSA labelling, BSA solution 
(3 mg mL-1, 300 µL) was used to react with solution B and C following the same 
procedure above. 
 
4.3.4. Analysis procedure of the membrane biosensor system 
 
 All analysis were carried out at room temperature, in the custom-made 
acrylic cell where the modified membrane was clamped between the feed and 
receiver compartments (Fig. 4.1). At start of the experiment, the feed 
compartment contained 100 µL of IgG-Fc in PBS (pH 7.4) and the receiver 
compartment contained 500 µL of PBS (pH 7.4) solution. Home-made glassy-




Ag/AgCl (1 M KCl) reference electrode (RE) were placed in the receiver 
solution. The solution in the receiver compartment was stirred constantly 
throughout the analysis. The amount of labelled antibodies (IgG-Fc) that 
transverse the membrane to the receiver compartment was measured using 
differential pulse voltammetry (DPV) with the following parameters; potential 
scan from 0.3-1.3 V versus Ag/AgCl (1M KCl) reference electrode, 10 mV 
increment potential and a 50 mV amplitude. Repeated DPV scans were applied 
at an interval of 1 min to measure the increase in IgG-Fc concentration with 
time in the receiver compartment.  
 
4.3.5. Real sample analysis 
 
 Four clinical serum samples derived from patients infected with Dengue 
2, 3 and 4 virus and an uninfected patient were used in the real sample analysis.  
These serum samples were collected from patients between 3-5 days after the 
onset of fever and the virus serotype was validated using reverse transcriptase-
polymerase chain reaction (RT-PCR) assays. 15 µL of each serum sample was 
first diluted 2 times with PBS (pH 7.4) buffer. The diluted sample was 
subsequently drop casted onto the antibody grafted membrane, followed by a 1 
h incubation. Finally, the analysis procedure was carried out. The National 
Healthcare Group (Singapore) Domain Specific Review Boards had approved 
the Prospective Adult Dengue Study (Reference No.: 2009/00432) from which 










Fig. 4.1. Schematic diagram of the experimental setup (feed compartment: 100 
µL of IgG-Fc, receiver compartment: 500 µL of PBS pH 7.4, WE: Glassy 
carbon electrode, RE: Ag/AgCl (1 M KCl), CE: (Pt wire mesh). 
 
 
Fig. 4.2. Amperometric response of the glassy carbon electrode towards 
ferrocene tagged BSA proteins under stirred condition. The solid lines represent 




































Table 4.1. Values of the (nFmA0B) and (kaN) parameters in equation 5 obtained 
from non-linear curve fitting. 
Concentration of BSA (μg mL-1) nFmA0B-[M] KaN-[P] 
43.23 (x5 dilution) 0.01416 1.156 x 10-6 
21.62 (x10 dilution) 0.02421 1.387 x 10-6 
10.81 (x20 dilution) 0.02073 0.925 x 10-6 





























4.4. Results and discussion 
 
4.4.1. Characterisation of the membrane biosensor setup 
 
 Fig. 4.3A shows the concentration level of BSA in the receiver solution 
of the two compartment cell as the proteins transverse the nanochannels of the 
membrane, measured using the BCA protein assay method. To achieve a peak 
signal output that varies in peak times according to the diffusion rate, the 
electrochemical detector which can respond sensitively to the redox labelled 
proteins while at same time undergoes surface fouling is selected. The opposing 
effects of the increasing level of redox labelled proteins in the receiver solution 
and the depression of the signal due to electrode fouling by the same proteins 
will create a peak signal. Fig. 4.3B shows the signal response of the 
electrochemical detector towards ferrocene labelled BSA as it passes through 
the same membrane from 3 different concentrations of the feed solution. As 
expected, the signal peak shifts toward shorter times as the protein concentration 
in the feed solution increases, due to faster protein diffusion and electrode 
fouling. Thus, the signal output can be measured as a form of elution time that 
depends on the rate of diffusion of the proteins transversing the nanochannels 
of the membrane. Such a parameter is particularly useful to describe separation 
efficiency, to derive physical parameter such as partition equilibrium constants 
between eluting species and the stationary surface, and to predict resolution of 










Fig. 4.3. (A) Increase in BSA concentration (determined using BCA kit assay) 
in the receiver solution after transversing an unmodified membrane from the 
feed solution; (B) Signal response of the electrochemical detector towards 
ferrocene labelled BSA as it transverse the unmodified membrane from 3 
different concentrations of feed solution. Fitted lines represent the simulated 
data. 
 
 From table 4.2, we observed that the diffusion coefficient generally 
decreases with increasing dilution of the concentration of the labelled BSA used 
in the experiment. This is a strange phenomenon as the diffusion coefficient 




















































x2 BSA dilution actual data
x5 BSA dilution actual data
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nanochannels. The ferrocene labelled BSA consists of a hydrophobic part (the 
ferrocene moiety) as well as a hydrophilic part (the BSA moiety). The increase 
in the number of water molecules due to dilution may impede the movement of 
the labelled BSA. This is due to the partial attraction by the BSA moiety as well 
as the partial repulsion by the ferrocene moiety. As a consequence, the diffusion 
of the labelled BSA was slightly slower when diluted.  
 
Table 4.2. Values of the diffusion coefficient, (x) and ratio (y) parameters in 
equation 9 obtained from the simulation of the labelled BSA transvering 
through the bare membrane.  
Concentration Diffusion coefficient(cm2 s-1) y x 
X2 BSA dilution 5.50 x 10-6 0.4 0 
X5 BSA dilution 5.00 x 10-6 0.4 0 
X10 BSA dilution 3.50 x 10-6 0.4 0 
 
4.4.2. Selectivity and specificity of the virus grafted biosensor 
 
  The 3H5 antibody which binds exclusively to a particular region of the 
envelope domain III (ED III) protein of the Dengue 2 virus was used as the 
labelled probe to interact specifically or non-specifically with the target or non-
target virus particle attached within the nanochannel respectively (Fig. 4.4). Fig. 
4.5A shows that using this sensing scheme, the diffusion of the anti-Dengue 2 
virus antibodies across the Dengue 2 virus grafted nanochannels, gives a peak 
with an elution time of 30 min. This is distinctly different from the membrane 
without viruses grafted (the control) which took 8 min. To test the specificity of 
this method, the same experiment was carried out using the nonspecific Dengue 
3 virus that has high structural similarity as the Dengue 2 virus. The 3H5 
antibody which neutralises the Dengue 2 virus is however not neutralising for 




observed that the Dengue 3 virus grafted membrane clearly gives a different 
elution time compared to the Dengue 2 virus grafted membrane.  
 
 Specific interactions with the Dengue 2 viruses grafted within the 
nanochannels slowed down the transversing rate of the labelled anti-Dengue 2 
virus antibodies, compared to the Dengue 3 virus grafted nanochannels. The 
virus grafted membrane can be regenerated by passing 5 mL of 0.01 M HCl 
through the membrane using a simple syringe to remove the virus bound 
antibodies from the grafted virus particles. Fig. 4.5B shows the reproducible 
signal profile derived at the electrochemical detector after the regeneration 
procedure. The slight increase in elution time is attributed to the incomplete 




Fig. 4.4. Schematic diagram illustrating the virus grafted nanochannels; (A) 
Control nanochannel (B) Dengue 3 virus grafted nanochannel (C) Dengue 2 
virus grafted nanochannel, followed by the addition of ferrocene labelled 3H5 
anti-Dengue 2 virus antibodies on the feed side of a 2-compartment cell.  Eluted 















Fig. 4.5. (A) Electrode response towards ferrocene labelled anti-Dengue 2 virus 
antibodies as they transverse through the Dengue grafted membrane; (B) 
Repeated experiments after regeneration of the same membrane. Fitted lines 
represent the simulated data. 
 
 In the simulated data of the Dengue grafted membrane (Table 4.3), we 
observed that the diffusion coefficient of the labelled antibodies changes 
according to the conditions in the membrane. The diffusion of the labelled 
antibodies across the membrane is the fastest for the control membrane followed 
by the Dengue 3 virus grafted membrane and lastly the Dengue 2 virus grafted 
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of the membrane served to impede the movement of the labelled antibodies in 
the space constraint nanopores. The diffusion of the labelled antibodies across 
the control membrane is the fastest since there is no physical obstructions within 
the nanochannels. On the other hand, the diffusion of the labelled antibodies 
decreases upon immobilisation with the Dengue viruses. The chemically 
immobilised Dengue viruses constrict the diameter of the nanochannels being 
significantly large in size (50 nm) in comparison to the pore diameter (100 nm). 
The binding of the labelled antibodies to the immobilised Dengue 2 viruses 
further blocks the pores, thus diffusion of the labelled antibodies is the slowest.  
 
 The constant x was assigned 0 to the control and the Dengue 3 virus 
grafted biosensor since the ferrocene labelled anti-Dengue 2 virus antibodies do 
not bind to the bare or Dengue 3 virus grafted membrane. We noticed that in the 
control and Dengue 3 virus grafted membrane as well as the labelled BSA 
experiments, there is a small value for y (0.2 and 0.4) in the simulated data. 
These results indicate the presence of nonspecific adsorption which is 
reasonable since we cannot totally eliminate nonspecific adsorption in most 
sensors. The nonspecific adsorption for the labelled BSA is larger since the 
proteins are transversing through the bare hydrophilic membrane which 
provides ample sites for adsorption. This is unlike the Dengue virus grafted 
cases where most of the sites are occupied by the glutaraldehyde and the 
propylamine molecules. The specific adsorption of the labelled antibodies to the 
Dengue 2 viruses in the Dengue 2 virus grafted membrane is reflected by the 




  We also observed that the diffusion of the labelled BSA across the 
membrane is a lot faster than the labelled antibodies since the size of the BSA 
(~66 KDa) is much smaller than the IgG antibody (~150 KDa). The reported 
diffusion coefficients for the labelled BSA and antibody are slightly larger than 
the literature values, probably due to the short diffusion distance across the 
membrane (~60 um thick). 
 
Table 4.3. Values of the diffusion coefficient, (x) and ratio (y) parameters in 
equation 9 obtained from the simulation of the labelled antibodies transvering 
through the control and the respective virus grafted membrane.  
Biosensor type Diffusion coefficient(cm2 s-1) y x(s-1) 
Control 4.80 x 10-7 0.2 0 
Dengue 3 4.20 x 10-7 0.2 0 
Dengue 3 regenerate 4.20 x 10-7 0.2 0 
Dengue 2 4.00 x 10-7 0.98 0.004 
Dengue 2 regenerate 4.00 x 10-7 0.97 0.004 
 
4.4.3. Selectivity and specificity of the antibody grafted biosensor 
 
 Using the same grafting method, we attached the 3H5 antibodies onto 
the nanochannels of the alumina membrane, followed by the incubation of the 
membrane in the Dengue virus solution. Subsequently, the membrane was 
subjected to the labelled antibody probes elution experiment (Fig. 4.6). Unlike 
the virus grafting approach which requires overnight incubation of the 
membrane in the virus solution, this sandwich approach achieves virus capture 
within a short time of 60 min, followed by the sensing procedure of ~30 min, 
giving a total analysis time of less than 2 h. Since the virus is specifically 
captured using antibody-virus interaction, the grafted antibody approach is 
potentially applicable to direct detection of unlabelled virus in real sample 




 Like the virus grafted membrane, the antibody grafted membrane also 
gives different elution times of the transversing antibodies according to the 
presence of specific or nonspecific viruses captured within the antibody grafted 
membrane (Fig. 4.7). In addition, we demonstrated the use of the same 
membrane for multiple analysis by regenerating after each experiment. In the 
antibody grafted experiments, the difference in the elution time between the 
Dengue 2 sample and the Dengue 3 sample is small compared to the virus 
grafted membrane. This is possibly due to the two step immobilisation in the 
preparation of the antibody grafted biosensor. This may lead to less Dengue 2 
viruses being capture when compared to the direct chemical immobilisation of 
the viruses in the virus grafted membrane. As a result, the difference in the 
timing is smaller due to potentially less binding sites available which lead to 




Fig. 4.6. Schematic diagram illustrating the antibody grafted nanochannels, 
followed by incubation in a sample containing unlabelled viruses; (A) Control 
nanochannel (B) Nanochannel immobilised with Dengue 3 viruses (C) 
Nanochannel immobilised with Dengue 2 viruses, followed by elution 









Fig. 4.7. Electrode response towards ferrocene labelled anti-Dengue 2 virus 
antibodies as they transverse through the antibody grafted membrane after 1 
hour incubation with the Dengue 2 and 3 viruses, respectively. Regeneration of 
the membrane was done in consecutive steps (top-down) after each analysis. 
Fitted lines represent the simulated data. 
 
 In the simulated data (Table 4.4), it is encouraging that similar results 
were obtained like the virus grafted membrane. Again, we observed that the 
diffusion of the labelled antibodies is the same for the control membrane and 
the membrane incubated with Dengue 3 viruses but slower in the membrane 
incubated with Dengue 2 viruses. The diffusion of the labelled antibodies across 
the control membrane is slightly slower than that of the virus grafted case 
because the antibodies that were chemically bounded to the membrane will 
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viruses do not react with the anti-Dengue 2 virus antibodies immobilised on the 
nanochannels, thus after washing, the condition is similar to the control 
membrane. As a consequence, the diffusion of the labelled antibodies across the 
membrane has the same diffusion coefficient as the control membrane. 
 
Table 4.4. Values of the diffusion coefficient, (x) and ratio (y) parameters in 
equation 9 obtained from the simulation of the labelled antibodies transvering 
through the control and antibody grafted membrane, incubated with the 
respective Dengue virus. 
Biosensor type Diffusion coefficient(cm2 s-1) y x(s-1) 
Control 4.40 x 10-7 0.2 0 
Dengue 2 4.00 x 10-7 0.8 0.08 
Dengue 3 4.40 x 10-7 0.2 0 
 
 The biosensor setup is a reusable membrane-based electrochemical 
system. Unlike all previous redox labelled-based immunosensors, the three 
main components of the membrane biosensor system - the working electrode, 
the redox labelled antibody and the membrane are distinctly independent, which 
allow flexible changes to suit the sample. For example, to analyse a patient's 
serum sample which could probably be infected by the Dengue 2 or Dengue 3 
virus, the membrane biosensor system can readily analyse both targets by 
switching from a Dengue 2 virus capture membrane to a Dengue 3 virus capture 
membrane, with the corresponding change in the transversing redox labelled 
antibody probes. Since the signal produced depends on the flow of redox 
labelled probes through the membrane, the membrane biosensor system is 
ideally suited for continuous monitoring. Additionally, the sensor’s unique 
selectivity can be achieved in a relative short analysis time of 2 h. Though 
various detection of unlabelled viruses by electrochemical immunosensors had 




of poorer selectivity having adopted the static immobilisation approached. This 
problem is potentially amplified when the specific targets are of considerably 
lower amount than the nonspecific interfering targets.  
 
 This type of membrane biosensor system offers significant advantages 
over microfluidics-based protein analysis. First, there is no pump, thus the cost 
of a membrane biosensor system can be significantly reduced. Second, the 
detector uses a conventional macro-sized electrode but can provide highly 
sensitive response for a small 30 μL volume of a virus sample. This can be 
achieved because the parallel multi-arrayed nanochannels provide significant 
signal output at the electrode due to simultaneous elution of the antibody probes 
from the large number of nanochannels at any one time. Besides lowering the 
overall cost, this robust design avoids laborious miniaturisation procedure and 
associated instrumentation, thus suggests potential utilisation in fieldwork. 
Third, the narrow cross-section area of each nanochannel can achieve smaller 
dimension compared to microfluidic devices, thus allows intimate interaction 
between the diffusing antibody probes and the surface-bound viruses which will 











4.4.4. Real sample analysis 
 
 In real sample analysis, direct detection of non-labelled target analytes 
is highly desired because it achieves minimal sample preparation and pre-
treatment. To test the utility of the method in clinical analysis, four serum 
samples were collected from an uninfected patient and patients infected with 
Dengue 2, 3 and 4 Dengue virus between 3-5 days after onset of fever and were 
validated using RT-PCR. Fig. 4.8 shows the proof of concept results on these 
four clinical serum samples using the membrane biosensor system. The labelled 
anti-Dengue 2 virus antibody probes eluted at the longest time for the Dengue 
2 virus sample which was clearly distinguished from the other samples, thus 
demonstrates the excellent selectivity of the simple procedure relevant to real 
sample analysis.  
 
When we compare the simulated data between the virus grafted 
membrane (Table 4.3) and the antibody grafted membrane (Table 4.4 and 4.5), 
the diffusion coefficient of the labelled antibodies flowing through the two types 
of membrane biosensor agrees closely with each other. The values obtained are 
also in close agreement with those reported in literatures. We can generalise and 
say that for any value of y>0.7 is probably a positive indication that a specific 
antigen-antibody interaction has occurred. Alternatively, for simulated data 
where x=0 is indicative that the specific antigen to the immobilised antibody is 





Fig. 4.8. Electrode response towards ferrocene labelled anti-Dengue 2 virus 
antibodies as they transverse through the antibody grafted membrane after 1 
hour incubation with the uninfected human serum sample and human serum 
samples infected with Dengue 2, 3 and 4 viruses. Regeneration of the membrane 
was done in consecutive steps (top-down) after each analysis. Fitted lines 
represent the simulated data. 
 
 Assuming the adsorption between the Dengue virus and its 
corresponding antibody strictly follows the Freundlich adsorption isotherm and 
Cn remains approximately constant, we observed that the rate of adsorption is 
approximately 10 times faster in the antibody grafted membrane case. This 
result can be explained by two possible reasons; 1) the reduction in the binding 
sites available makes adsorption faster in a competitive manner; 2) the extra 
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of the pore. This clearly reduces the distance required for the labelled antibodies 
to diffuse and makes binding more convenient. 
 
 In some experiments, we notice that the fouling is gradual. This could 
be due to random experimental errors or some of the adsorbed antibodies are 
dislodging from the electrode's surface. In many cases, the adsorption of protein 
to surfaces often evokes complicated processes such as changing its 
conformation upon attachment and repeated detaching and reattaching to the 
surface. Using the Langmuir equation as a start off, we have adequately 
simulated the data. Perhaps, detailed analysis of the ferrocene labelled 
antibodies' behaviour on the carbon electrode's surface may allow us to reflect 
whether the observed result is due to experimental errors or multiple processes 
occurring at the electrode due to the continuous adsorption of the labelled 
antibodies. The analysis will also allow us to obtain better simulation if the 
observed delay in fouling is due to various processes happening upon the 
attachment of the labelled antibodies.   
 .  
Table 4.5. Values of the diffusion coefficient, (x) and ratio (y) parameters in 
equation 9 obtained from the simulation of the labelled antibodies transvering 
through the antibody grafted membrane, incubated with the respective real 
samples. 
Biosensor type Diffusion coefficient(cm2 s-1) y x(s-1) 
Control(negative sample) 4.40 x 10-7 0.2 0 
Dengue 2 4.00 x 10-7 0.98 0.04 
Dengue 3 4.40 x 10-7 0.2 0 










 The membrane biosensor system offers the uniqueness of analysis which 
can rapidly differentiate highly similar Dengue virus serotypes in short times. 
The overall detection scheme relies on diffusive mass transport of the labelled 
probes across the porous membrane and the subsequent fouling of the electrode 
as the probes adsorbed on its surface. The electrochemical signal output gives 
an ‘elution’ peak which can be adequately simulated using the Fick’s law of 
diffusion and Langmuir's absorption equation. Despite being similar to 
microfluidics-based analysis, the system does not need a precise pressure pump-
valve system or highly sensitive detectors. Importantly, this simple design can 
be potentially miniaturised further using microelectrode arrays which are 
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Chapter 5: Overall conclusion and future perspective 
 
 Electrochemical impedance spectroscopy has shown as a versatile 
technique that can be used for the characterisation of the alumina nanoporous 
membrane and the detection of Dengue virus. Through analysis of the Nyquist 
plots using equivalent circuits, we observed that binding events in the 
nanoporous membrane occur mainly near the pore openings. This deduction ties 
in with the Freundlich isotherm theory which states that the adsorption sites in 
the membrane may not have equal access to the bulk solution. The results of the 
Nyquist plot analysis have emphasised that an equivalent circuit should be 
constructed base on the understanding of the processes taking place in each 
region of the biosensor. In addition, we have shown that the constant phase 
element (CPE) can be used as an alternative to resistance (R) for identifying and 
quantifying of the target analyte due to the presence of an overall charge on the 
analyte. 
 
 By minimising the distance between the working, counter and the 
reference electrode, the sensitivity of the biosensor can be further improved. 
Even though immature Dengue viruses are present in lower quantities during 
the replication process, this amount is sufficient to be detected by the membrane 
sensor. The nanoscale thickness of the membrane allows diffusion to act 
effectively as a form of transport across the membrane. Making use of the close 
interactions between the antibodies and the Dengue viruses within the constraint 
nanopores enable us to differentiate the Dengue serotypes within a short period 




that the nanoporous membrane-based biosensor can achieve good sensitivity 
and selectivity required for an actual fieldwork. In addition, the small size of 
the membrane biosensor makes the fabricated sensor handy, easily disposable 
and can be carried in large numbers. All these are important factors for the 
development of a point-of-care diagnostic device.  
 
 The value of diagnostic can only be realised if the biosensor is able to 
meet the performance requirements and can be manufactured with a high 
volume. Having performance data does not always yield efficacy after the 
deployment and possible trials must establish the feasibility and cost 
effectiveness of the large scale production of the biosensor. For the membrane 
biosensor, the mere dependence on the blockage of the pores to generate signals 
is generally prone to unspecific binding phenomena. Besides, accuracies of the 
results between biosensors are often poor due to practical difficulties in 
controlling the physical or chemical immobilisation of the biorecognition 
elements as well as the blocking agents. As such, detailed optimisation and 
precise fabrication are required to ensure all the biosensor response fall within 
5% relative standard deviation. Subsequently, numerous experiments need to be 
done to establish a guideline for the validation of results for non-specific and 
specific bindings of the Dengue virus. Lastly, a large scale clinical test with 
more than 50 samples is desirable to judge its benefits in routine patient care. 
 
 Although antigen-antibody interaction (immunoassay) type biosensors 
are highly specific and sensitive, these biomolecules are generally sensitive to 




time. As a consequence, the self-life of the biosensor fabricated is often short. 
Besides, the use of purified antibodies and Dengue viruses will inevitably add 
cost to the development of the diagnostic tool. It will be advantageous to seek 
alternatives that can complement or replace immunoassay-typed biosensors 
without compromising the selectivity and sensitivity.  
 
 Large scale metallomics, metabolomics and proteomics can be carried 
out on healthy individuals, patients inflicted with normal Dengue and patients 
suffering from severe Dengue. With the results obtained, we may get 
fingerprints of patients infected with the different Dengue serotypes and those 
who had developed into severe Dengue. In addition, we can identify new 
potential biomarkers which can be recognised with organic or inorganic chelates 
that are stable over a long period of time. With the constant evolution of the 
Dengue virus, multidisciplinary research and collaboration are the keys to fully 
understand the behaviour of the Dengue virus and thereafter coming out with 
effective vaccines or drugs and biosensors to counter this debilitating disease.
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